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LUNAR LANDER MASS SPECTROMETER., PRASE Ii
By Wallace S. Kreisman
GCA Corporation, GCA Technology Division, Bedford, Mass.
SUMMARY
A breadboard miniaturized sputter source solids analysis mass spec-
trometer was designed, constructed and -,ested to determine its suitabil-
ity as a lunar mass spectrometric probe. The instrument operated over
the mass range of 1 to 100 amu in two segments and was capable of detect-
ing as little as a few ppm of some impurity elements in solids. A low
power Penning source was used to generate the primary ion beam. Electric
and permanent magnet sector fields provided double focusing of secondary
ions sputtered from the sample. Two separate electron multipliers de-
tected the mass peaks. The design, construction and operation of the in-
strument is described.
INTRODUCTION
The Moon is one of the few bodies of the solar system that have pre-
served, at its surface, many of the basic features of its past history.
This is due primarily to the absence of such effects as erosion by wand
and flowing water. It is believed that many of the broad features of the
Moon are more than four billion years old. If this is so, a detailed
study of the lunar'surface will yield information about the history and
origin of the Moon and the entire solar system (ref. 1).
There are a host of scientific questions that will be answered when
more is known about the chemical and mineral composition of the lunar
material and its distribution on and below the surface. In order to aid
in the identification of lunar materials in situ, a miniaturized solids
analysis mass spectrometer has been designed, constructed, and tested.
The miniaturized solids analysis mass spectrometer is called a
"lunar lander" mass spectrometer. This instrument uses a primary beam
of positive ions to bombard the sample surface being analyzed. Many ok
the atoms and molecules of the sample surface are ionized and sputtered
away from the surface. A small, double-focusing, magnetic deflection
mass spectrometer is used to collect and analyze the sputtered, awns from
the sample.
The purpose of the design, development and test program reported
herein was is create a miniaturized solids analysis mass spectrometer
that would be compatible with the severe limitations on space, weight,
h
7and electrical power imposed by a lunar mission. This instrument mi.gh
be hand-carried on the Moon or else mounted on a roving vehicle.
The principles of operation of a sputter source type of solids analy-
sis mass spectrometer are well known, although the details of the sputLec -•
ing process are not known (ref. 2). The instrument to be described in
this report was a variation of existing sputter source mass spectrometers.
Some of the chief differences between the lunar lander and commercial,
sputter source mass spectrometers were as follows: (l) a Penning source
was used in place of a duoplasmatron to generate the primary ion beam,
(2) the angle of incidence of the primary beam at the target could be
varied, (3) a permanent magnet was used in place of an electromagnet to
separate ions of different mass, and hence, the accelerating voltage for
the sputtered ions (i.e., the secondary ion beam) was varied to cover: 011e.
mass range, (4) two mass ranges were used instead of a single mass ran
however, the two mass ranges could be swept simultaneously, (5) the mag-
netic sector analyzer field followed the electric field energy selector,
and (6) extraction of secondary ions from the target occurred normal to
the target so that the secondary ion optics were axially symmetric.
The following chapters describe the design and construction of both
the lunar lander mass spectrometer and its vacuum test system, the testa
that were performed to investigate and optimize various parameters of the
system, the results obtained from the aforementioned tests, and, finally,
the conclusions reached.
EQUIPMENT DESIGN
Mass Spectrometer Design and Construction
General Description. - The lunar lander mass spectrometer was a com-
plete, miniaturized, solids analysis mass spectrometer.
	 In common with
other mass spectrometers, it had three major basic components:
	 an ion
source, an analyzer section, and an ion detector.	 The ion detectors used
with this mass.spectrometer were well known, commerically available elec-
tron multipliers, and so there is little discussion of these units in this
^ report.	 On the other hand	 the sputter ion source and the analyzer sec-p	 ,	 	
tion were unique components, and hence they are described in detail.
Photographs of the lunar lander mass spectrometer mounted within the test
chamber are shown in Figures 1 and 2.
A block diagram of the complete mass spectrometer is presented in
Figure 3.	 The limitation on electrical power for this miniaturized space
vehicle instrument excluded the use of an electromagnet for the magnetic
sector mass dispersing field (mass analyzer).
	
The use of a permanent mag-
net for the analyzer made it necessary to divide the total desired mass
aR range of 1:100 atomic mass units'(amu) into two separate mass ranges, a
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Figure 3. Schematic block diagram of lunar lander mass
spectrometer.
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0low mass range from I to 10 or 12 amu, and a high mass range from 10 or
12 to 7-00 amu. In laboratory type mass spectrometers )
 such a change in
mass range is often accomplished by using separate permanent magnets, or
by magnetically shunting a single magnet. In the lunar lander instrument,,
the change in mass range was accomplished by collecting the lighter low
mass ions after they had traversed only a small portion of the total mag-
netic field. By using a second electron multiplier (a Channeltron electro-
static electron multiplier) and adjusting its position, it was possible
uo cover both mass ranges simultaneously with a single sweep of the sec-
ondary ion beam acceleration voltage.
As can be seen from Figure 3 ) the mass spectrometer was a tandem elec-
tric sector field (electric condenser) magnetic sector field instrument.
'The electric and magnetic fields were designed for double-focusing on the
high mass scale to obtain maximum resolution for the higher masses. The
electric field acted as an energy selector with a relatively narrow energy
band pass. Ions having the same energy but different mass would then be
separated by the magnetic sector field according to their momenta. As a
final result, the trajectory of an ion in the magnetic sector was a func-
tion of its mass and the potential V through which it had been accelerated
prior to entering the magnetic analyzer. By varying the secondary ion
beam acceleration voltage V ) all ion trajectories could be made to coin-
cide with the trajectories leading to the ion detectors.
Loo1cing at the overall system in Figure 3, it can be seen that the
solid sample material was introduced into the vacuum of the instrument
and positioned so that it was bombarded by the primary high energy argon
ions. The primary ions generally had an energy of 6 W and they caused
a considerable amount of sputtering at the sample surface. Some of the
atoms and molecules sputtered from the sample were ionized, and these so.,
called secondary ions could then be focused and formed into a secondary
ion beam. Since the energy spread of the secondary ions could be quite
Large, a double focusing tandem electric field - magnetic field arrange-
ment was used to obtain f-,',,,rst order focusing of a divergent beam having
a finite energy spread#
The entire ion-optical part of the mass spectrometer was mounted on
a circular base plate within the vacuum test chamber. Electrical connec-
tions to the various primary and secondary beam electrodes were brought
into the test chamber via vacuum tight ceramic-metal cable end seals
mounted on several vacuum port flanges. The electrode voltage control
unit consisted primarily of voltage divider chains and linear potentiom-
eters that could be adjusted to vary the voltages of the different elec-
trodes. All of the secondary optics electrodes used voltages that were
derived from a well-regulated negative high voltage power supply whose
output was varied (swept) mechanically with a motor driven control poten-
tiometer. Positive high voltages for the primary beam system were ob-
tained from a second well "regulated high voltage power supply. A third
well-regulated high voltage power supply furnished the negative voltages
6
tused to operate the two electron multiplier:;, The low level, dc output
currvnt signals were amplified by standard Keithley electrometers and
dinplayod on an X-Y recorder.
utter Ion Source Primary Hearn_$Ystem. - The complete ion source for
the lunar lander consisted - og several elements. Primary beam ions (of
atg-on or some, other suitable gas) were formed in a Penning type cold
cathode-diE;charge sotirce. These positive ions were then extracted from
che discharge rt.;gion and focused by an einzel or unipotential lens so
that they formed a -small spot at the sample.
Figuv,. 4 is a schewitic, drawing of the primary beam system, The
Penning source was located at the top of the lens system, Element (2)
was the Penning source anode, while elements (1) and (4) formed the
cathode. R.lement (3) was a two-piece sleeve or ring magnet that fur-
nishad a magnetic field within the source v i a the cathodes, which acted
as magnetic pole pieces, The primary beam gas was admitted to the
Penning source via the tube (14) j and positive ions were extracted from
the source through the small hole (0-080 inch diameter x 0.025 inch long)
in the aluminum liner of the lower cathode. The extraction electrode (5)
created a strong enough field to draw ions out of the source, and the
three element primary e-inzel lens (elements (6), (7), and (8)), focused
these ions to a small spot on the sample which was placed in contact
with the sample holder (9). Space was provided for the insertion of pri-
inary beam centering electrodes (16), but it was not necessary to use such
electrodes since the entire primary beam optics could be moved mechanic-
ally with respect to the fixed position of the sample holder by means of
the motinting blocks (10). The primary beam o p tics could also be rotated
about the horizontal axle that passed through the mounting block bear-
MI-JThis rotationa'JI. motion changed the angle between the impinging
primary beam and the sample surface.
The Penning source cathodes were operated at the full primary beam
positive voltage. The Penning source anode was operated at about 500
to 1.000 volts positive with respect to the cathodes. The anode to cath-
ode potential could be varied smoothly from zero to about 1000 volts by
means of a Variac located in the electrode voltage Control unit. The
primary beam ion voltage had some value greater than the primary beam
positive vo l tage since the sample was maintained at zero or ground po-
tential. The extraction electrode was generally operated a few thousand
volts negative with respect to the 'source cathode. The two outer elec-
trodes of the einzel lens were maintained at ground potential, while the
center electrode (7) was kept at a positive potential to yield a "Decel-
accel" lens (so-called because the beam is decelerated in the first gap
and accelera t ed in the second gap). Suph a lens provides a strong focus-
in& effect over a short distance. The extraction electrode (5) could be
varied in potential to change the intensity of the ion beam without ap-
preciably affecting the focusing of the beam. At the same time, the di-
OICA161 • i005
Figure 4. Schematic of lunar lander mass spectrometer primary
ion beam system.
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first electrode of the einzel lens into two separate acceleration regions,
r .	 tended to decrease the chance of arcing between the source and the extrac
tion electrode.
The voltages applied to the extraction and focus electrodes were ob-
tained from the electrode voltage control unit. The potential for each
of these electrodes was variable in four separate ranges from zero to
the full primary beam acceleration voltage. Each range, in turn, was
subdivided into ten, steps.
All of the electrodes of the primary beam optics, together with the
Penning source, were fastened between four long rectangular strips of
Aremcolox 502-600 machinable ceramic. element (13). The sleeve magnets
were u cm in diameter and 6 cm long and could provide a maximum magnetic
induction in the gap between the pole pieces (cathodes) of 1400 gauss.
The magnets weighed 550 grams.
The Penning source was a scaled-down version of a similar source that
was developed for the first phase of the lunar lander project. The origi-
nal source was described in detail in the final report for this phase
(ref. 3).
Unique features of this Penning source were the counterbores at the
centers of both they upper and lower cathodes, the use of aluminum liners
to cover the ;Armco gi7.l.d steel cathodes, and a relatively long cylindrical
aluminum anode to et^q ko^5e the space between the cathodes. The counter-
bores in both cathodes prodoced an inhomogeneity in the magnetic field.
This resultaA in an increase in the electron density along the central
axis, and th:,.,,o ^.- ,m:reased the extracted ion current. The aluminum liners
on the cathodes minimized sputtering within the discharge. Such sputter-
ing action could coat the source insulators, which were deliberately
placed behind the anode to minimize this occurrence. The extra long
anode cylinder more effectively confined the discharge and thus in -
creased the discharge intensity.
Experiments made with this source showed that one could expect regions
of source instability (plasma oscillations, etc.) if the magnetic field was
sufficiently high, say 800 gauss or greater, for di5charge currents be-
tween approximately 6 to 30 mA. For smaller magnetic fields and for dis -
charge currents either less than 6-mA or greater than 30 M, the Penning
source discharge was stable.
When the experimental Penning source was used with the laboratory
solids mass spectrometer, the spectra obtained were comparable to those
obtained with the standard duoplasmatron source. An analysis of the-pri-
mary beam constituents showed that the major contaminant was either N2 or
CO in the amount of 4 parts per thousand. Additional contaminants were
H2O: 02, H2, AC, 11g ,. H ,. N, and 0 and some faint indications of hydrocar-
bon.	 The contamination with aluminum was less than 100 ppm:
V,
Y
^k
The advantages of the Penning source over that of the standard labo-
ratory duoplasmatron source were that it had no filament, consumed less
power and was simpler in construction. The disadvantages were its rela-
tively high internal, sputtering, the wider spread in ion energies, and
lower efficiency.
All of the accelerating and focusing electrodes of the primary beam
system were made of aluminum, with the exception of cylindrical. insert
(8) of the lower (exit) element of the einzel lens. The use of aluminum
decreased the instrument weight and minimized sputtering. Element (8)
was made of 303 stainless steel. Electrode edges were rounded and pol-
ished to minimize corona and arcing. Wherever possible, the electrodes
were designed to "nest" or "overlap" so that the primary ion beam could
not "see" any of the insulators that supported them. The reason for
doing this was to eliminate the perturbing effect of varying insulator
charge-up on the ion beam. Element (17), as shown in Figure 3, shielded	 p
the ion beam in its traversal between the einzel lens and the sample.
The potentials to be applied to the extraction electrode and the cen-
ter element: of the einzel lens (the outer elements were at zero or ground
potential) were to be determined experimentally. Voltage divider chains
of resistors providing a wide range of potential were provided in the
electrode voltage control unit for this purpose. The control unit is de-
scribed in a later section.
i'	 It might be said that a study of the focusing characteristics of a
Ir typical einzel lens shows that for the decel-accel configuration, the
potential of the center element must be greater than about one half the
total accelerating potential of the ions if there is to be focusing in a_
relatively short distance. The magnification of the object (in this case
the 0.080 inch or 2 mm diameter of the cathode aperture) was approximately
unity for the primary beam system. The included beam angle was effective-
ly determined by the aperture. According to the scaled drawings, the beam
half-angle was about 20 degrees at the extraction electrode. The extrac-
tion electrode and the top outer electrode of the einzel lens actually
formed a so-called "aperture lens" which could act to either focus (posi-
tive lens) or defocus (negative lens) the positive ions. If the extrac-
tion electrode potential was about 1/3 of the positive primary beam ac-
r
celeration voltage applied to the source cathode, and the top outer elec-
trode of the einzel lens was at zero potential, the potential drop between
the cathode and extraction electrode was greater than the drop between the
extraction electrode and einzel lens electrode. This arrangement ;fed to
a negative aperture lens, that caused the ion beam to diverge as it en-
tered the einzel lens. The einzel lens had enough power to refocus the 	 s;
divergent beam, however. The advantage of having a low potential on the
extraction electrode was that more ions were drawn out of the Penning
source discharge.
Since the primary optics system consisted wholly of cylindrical leases,
the primary beam was axially symmetric. However, the axis of the primary
10
j
Vbeam system was adjusted to a faxed position making an angle of 53.50
with the horizontal, so that the beam would strike a vertical sample with
-in angle of incidence of 53.50 . The intersection of the cylindrical pri-
nary be-T.4 with the plane sample surface thus formed an elliptical spot.
The minor diameter of the ellipse was equal to the primary beam diamncter
D, while the-major diameter of the ellipse was ( 1/cos 53.5 0) D or 1.68 D
it the vertical direction, The elongated nature of th }e elliptical spot
au the sample was used to advantage by placing all the slits of the sec-
ondary optics bean sy<stout in the vertical direction.. 	 ,
Secondar xon Beam System. --
General description: The secondary ion beam system consisted of
the following major elements: (l) sample holder and a sample charge neu-
tralization filament, (2) electrodes to focus and deflect (position) the
positive ions sputtered from the sample, (3) shielded entrance and angle
slits to define the beam size, (4) an electric condenser (to provide a
cylindrical electric field) with field terminating shunt plates and foc-
using matsuda plates followed by an energy slit to define the energy
spread of the ions and provide double focusing in combination with the
magnetic sector field, (5) vertical beam focusing electrodes, (6) the
ina.gneti:c. .sector field to separate ions of various masses, (7) magnetic
entrance and exit shunts to limit the extent of the magnetic field, (8) a
shielded exit slit to separate the various ion masses, (9) a post acceler-
ation focusing plate, (10) a magnetic electron multiplier for the high
mass scale, and (11) a Channeltron electrostatic electron multiplier for
the low mass scale
Figure 5 shows the general arrangement of the 'electrodes of the sec-
ondary ion beam system. This drawing is not to scale and is only meant
to identity the various electrodes and components.
All of the elements to the left of the magnetic sector field were
mounted on an insulated planar surface to simplify the alignment problem.
The insulation used between the surface and the sample holder and focus-
ing deflection electrodes was aremcolox 502-600 machinable ceramic. The
electric condenser assembly was mounted on this plate by three insulating
nylon screws. The plate itself was mounted on the circular base by four
adjustable standoffs, Some of the individual electrodes adjacent to the
electric condenser were separated and centered relative to one another
by either pyrex glass spheres or teflon spacers. Most of the electrodes
here made of either 304 stainless steel or nickel plated low carbon steel
with the notable exception of the sample holder, which was made of tanta-
lum to minimize sputtering contamination.
r
The magnet pole pieces and magnet shunts were made of Armco soft'
iron. All of the brackens and mounting plates were made of aluminum.
The magnet assembly was mounted on a Gaertner Model M326 two-coordinate 	 '-
positioning stage via an insulating teflon plate so that the magnet (and 	 a;
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the attached ion detector assemblies) could be moved relative to the ion
beam emerging from the electric condenser assembly. The coordinate stage
was fastened directly to the circular base plate. The magnetic electron
multiplier used with the high mass scale was also mounted on a two-co-
ordinate positioner attached to the movable magnet- assembly so that it
could be moved relative to the ion beam emerging from the magnet. The
low mass scale Ghanneltron electron multiplier was fixed in position.
Since the Penning ion source for the _ Imary ion beam was at a high
positive potential and the sample holder and sample being analyzed were
kept at zero or ground potential, the secondary ion beam acceleration
voltage V had to be negative with respect to ground. All of the second-
ary beam electrodes had to be well.-insulated from ground in order to im-
pose a minimum current drain on the secondary voltage power supply. Since
the focal lengths of all electron optical lenses depend on the voltage
ratios of the various elements, it was necessary to design the electrode
voltage control unit with voltage dividers to preserve the various volt-
age ratios as the secondary acceleration voltage V was swept over its
entire range.
The electron multipliers that served as ion detectors also operated
with high negative potentials (between approximately 1.5 and 3.0 kV) ap-
plied to their input ends. The output ends of the multipliers were ef-
fectively at zero or ground potential.
Secondary _ion focusing and deflection: High energy primary beam
ions striking the sample surface caused atoms and molecules of this sur-
face to be sputtered in all directions. Since the primary ion beam en-
ergy was relatively high, there would be a significant number cif positive
ions formed from the sample material. These so-called "secondary ions"
from the sample would be emitted in all directions with some character-
istic distribution of velocities or energies. The secondary ion beam
system, containing an electric and magnetic analyzer, was designed to ex-
tract, focus and mass analyze the secondary ions Before describing the
design of the secondary beam system in detail, there will be a brief
discussion of the sputtering process that occurred at the sample.
The sputter source type of solids analysis 'mass spectrometer is
based on the physical phenomenon of the sputtering of solid surfaces by
the impingement of energetic ions. It has been found, experimentally
that a small percentage of the atoms and molecules that are released
from the solid surface are ionized. According to one theory, the ratio
of the sputtered ions to sputtered neutrals is given by the Langmuir-
Saha formula (ref. 4).
N N°I 	 _ exp [ 11606 (W- I) /T](1)	 3
where W is the work function. of the solid in electron volts, 'I is the
ionization potential in electron volts, and T is a highly localized "ap-
parent temperature" measured in degrees Kelvin.
i
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13,
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According to Equation (1), it must be expected that atoms with low
ionization potential produce relatively more ions than atoms with high
ionization potential and thus the sensitivity for each element will be
different.
Theoretically, if one knows the number of sputtered neutrals, No,
Equation (1) could be used to calculate the total secondary positive ion
yield.
The sputtering ratios or sputtering yields for the total number of
neutral atoms and ions removed from a solid per incident bombarding ion
has been measured by many investigators (ref. 5).
It has been determined that for higher energies of the bombarding
ions, the calculations of Rol (ref. 6) are the only ones that can ex-
plain the greater part of the observations of sputtering yields. Rol
assumed that the sputtering ratio was proportional to the energy dissi-
pated by the bombarding ion in the first atomic layers. The chance that
a collision takes place near the surface is inversely proportional to
the mean free path X, so that the sputtering ratio can be written as
E M1 
^2
S K E atoms/ion	 (2)
(M14M2 ) 2
where	 E = energy of the bombarding ion
M1 ,M2
 = mass numbers of ion and target atoms
K = a constant for a certain combination of ion and target
material
It is found experimentally that
- b M
K = a exp 
M	
EB	 (3)
1 2
where
	
	 EB binding energy of the target atoms
a,b = constants
i
With numerical values for a and b and expressing a by means of the col-
lision diameter R,, Almen-and Bruce (ref. 7) derived the expression
M M
S = 4.24 x 10 10
 no
 R2E	 1 2 2 exp	 10.4
	 ) E atoms/ion
	 (4)	
r
A	 (MI+M	
(M 1 2	 B	 x
14
7where Eg and E are given in electron volts, MI and M2
 in mass numbers, k
in meters and no in meter" 3 ,.the number of atoms per unit volume of the
target material. This equation is restricted to perpendicular beam in-
cidence. No simple expression can be obtained for oblique incidence(ref. 8) .
There are deviations from Equation. (4) that are greater than can be
explained by experimental errors of the sputtering ratios and of the bind-
ing energies. For magnesium, aluminum and uranium and a few other metals
that are covered with a thick oxide layer, sputtering ratios can be cal-
culated only to an order of magnitude.
The sputtering ratios S of the elements for an impinging 10 keV
argon ion beam vary from about 0.5 atom/ion for silicon to about 3,0
atoms/ion for silver -- a range of 1 to 6. This is actually a relatively
narrow range (ref. 5). The range of measured positive ion yields y+
 o f
the elements, when bombarded with a 10 keV argon ion beam has a much
greater spread,varying from a minimum o2 ab out 0.12 x 10 -^ ion/argon ion
for gold to a maximum of about 12 x 10" ion/argon ion for aluminum - a range
of 1 to 100. The secondary ion yields r+ for the elements correlates
fairly well with the reciprocal of their ionization potentials within
various periods of the periodic table (ref. 9).
Any sputter source solids analysis mass spectrometer will exhibit a
unique sensitivity for each element that is based partly on the various
parameters that have just been discussed. However, in addition to these
parameters, it must be recognized that the number of secondary ions from
the sample surface that are collected and measured will depend on such
other factors as the angular and energy distribution of the ions from the
surface, the collection efficiency of the secondary ion optics near the
sample, the transmission characteristics of the secondary optics (which
will vary with the accelerating potential), the energy band pass or
"window" of the electric condenser that permits only a varying fraction
of the total number of ions of each mass to pass, and the conversion ef-
ficiency of the electron multiplier first dynode for each mass. In the
last analysis, sensitivities for each element can only be determined
experimentally.
The arrangement of the secondary ion beam system electrodes in the
vicinity of the sample resembled that of the image converter tube. The
sample holder surface (equivalent to the cathode of the image converter)
was curved to form a cathode lens and minimize aberrations of the image.
A series of three cylinder lenses, labelled focus I, focus II and focus
III, respectively, extended from the cathode lens toward the entrance
slit of the electric analyzer.
Depending on the voltages applied to the focus electrodes it was
possible to use these electrodes in different ways to focus the sample
spot ,onto the entrance slit. The focus I electrode potential was in-
variably kept close to the sample zero potential.- It was normally
15
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slightly negative with respect to the sample by either a fixed or vari-
able amount (that is, it could be a small percentage of the negative ac-
celeration voltage). The focus II electrode could be operated at a large
negative potential while the focus III electrode would be near zero po-
tential. This was a typical einzel lens arrangement of the accel-decel
type. A second way of operating the three focusing electrodes was to
maintain the first focus electrode near zero (sample) potential, the sec-
ond electrode at an intermediate value of negative potential and the third
electrode at a high negative potential. This was equivalent to the immer-
slon lens arrangement of an electron gun with th-,* focus I electrode acting
as the control grid, focus II electrode acting as the accelerating elec-
trode or first anode, and the focus III electrode acting as the focusing
electrode or second anode. Finally, a third way of operating the elec-
trodes was to keep the focus I electrode near zero potential and have
both the focus II and focus III electrodes kept at the same high negative
potential. This was basically a two-cylinder type focusing lens arrange-
ment. The spot on the sample was imaged at the entrance slit in each
case with approximately unity magnification. In all three lens arrange-
ments, there was undoubtedly across-over of the ion beam at or beyond
the focus I electrode. The virtual image of the cross-over was then
focused onto the entrance slit. The di.ameter of the ion beam at the
cross-over point would vary with the initial energies of the secondary
ions released from the sample. The potential of the three focusing lenses
could be varied in twenty steps from ground potential to the full negative
secondary accelerating voltage. The focusable lateral component of ion
energy at the sample depended on the geometry of the lens system and the
accelerating voltage. All ions which left the center of the s,,tmple and
which moved within a conical region coaxial with the secondary optics
axis and which had a half angle a', entered the entrance slit. The angle
a' was determined apprQximately by the square root of the potential ratio
and the angular acceptance half angle a of the mass spectrometer. If,
for example, a = 10 andV_V^? V i = 5, one would expect to have a l 50.
Here V, is the potential of the first focus electrode and V2 is the po-
tential of the second focus electrode. Ions could then have a maximum
lateral or transverse component of energy determined by the relationship.
v TT
— = — tan W	 (5)
v A
	 V A
where vT and VT were the transverse velpcity and corresponding transverse
energy of the ion expressed in electron volts, and vA and VA were the
axial velocity and the corresponding axial (acceleration) potential of
the ion within the three element focus lens. The potential VA could be
taken to be equal to V2, the potential of the second focus electrode,
which, in turn, would be some fraction T of the total secondary ion beam
acceleration voltage V. One could then write the following expression:
16
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VT r tang a' V	 (6)
If -r = 0.75, a representative value, and (X/ = 50 so that tang' s
0.008, then
ht
VT = 0.006 V
	
(7)
It will be shown later that the cylindrical electric condenser passed
only positive ions having initial axial energies of about 0.01 V with the
energy slit employed. These two conditions determined the ion velocity
distribution at the sample which would be accepted and analyzed by the
mass spectrometer. Tons having greater initial energies (velocities) in
the axial and transverse directions would not contribute to the output
signal. As the secondary acceleration voltage increased, the range of
values of acceptable initial ion energy also increased and thus more ions
contributed to the output signal. Changes in the focusing of the sample
spot on the entrance slit with changes in the accelerating potential were
expected to be negligible since the focus 1, 11 and III electrode poten-
tials were maintained at a constant ratio. The focus could be changed by
maintaining the charge neutralization filament (Located within the focus
I electrode) at a constant potential with respect to the sample.
The sample charge neutralization filament was fashioned out of a
loop of twelve mil diameter thoriated tungsten wire. This loop was con-
centric with the optic axis and had a diameter of approximately 1/2 inch
within the 3/4 inch diameter aperture of the focus I electrode. The cur-
rent to the filament could be varied by means of a filament current con-
trol located within the electrode voltage control unit. Of course, the
filament current determined the filament temperature and electron emis-
sion. A filament bias control was also provided within the control unit
that could provide negative bias voltages up to a few hundred volts.
Samples of insulating material (dielectrics) would normally be
charged positively at their surface; by the positive ion primary beam.
This positive charge had to be neutralized or else secondary ions leaving
the sample would have an "effective high initial energy" and could not
pass through the electric condenser.
The vertical deflection and horizontal deflection plates were con-
tained within a single electrode housing. The deflection plates and
housing weremade of mild steel, and aremcolox 502-600 machinable ceramic
was used for the four insulating plates to which the four deflection plates	 rr
were mechanically attached via threaded rods that passed through clearance
	
t
holes in the housing. The secondary ion beam would first be deflected by
the horizontal deflection plates before entering the vertical deflection
_r
plates. The deflection plates were 3/8 inch long: by 1/2 inch wide and
were spaced approximately 3/8 inch apart. The potential of the lower
vertical deflection plate, one of the horizontal deflection plates and
_	
E
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0the housing was maintained at a constant level of about 75 percent of
the acceleration voltage. The potentials of the upper vertical deflec-
tion plate and the remaining horizontal deflection plate could be varied
independently in 20 steps from 50 to 100 percent of the acceleration
voltage.
Mass analyzer ion optical design: The analyzer ion optical design
parameters are shown in Figure 6, This figure should be studied together
with Figure 5, which shows the actual arrangement of the various elements.
The ion optical system begins with an entrance slit S' followed by a beam
angle limiting slit Sj, an electric sector condenser of radius ae and sec-
tor angle 4) e , a beam energy limiting slit SE, a magnetic sector of radius
al and sector angle 01 providing a beam entry angle el, a beam exit angle
OT and an exit slit ST for the high mass scale. A small portion of the
total magnet of radius a2 and sector angle 02 provides an exit angle e^
leading to the exit slit S2 for the low mass scale.
Important quantities that must be determined for the analyzer ion
optical system are the object distance I' and image distance Z" of thee	 e
electric condenser, the object distance A ► and the two image distances
2, and Y,"2 for the magnetic sectors, and the resolution of the instru-
ment for both mass scales.
The design of the mass spectrometer made use of the theory developed
by Mattauch and 14-erzog (ref. 10). Other elements of the design are cov-
ered by Ewald and Rintenberger and otbers (ref. 11-17).
The basic equation for the radius of curvature a m for a singly-
charged ion in a homogeneous magnetic field of strength H gauss is
V_MVa	 143.6	 c	 (8)
m	
Ltk
R
where	 M = atomic mass number (amu)
V = secondary beam accelerating voltage (volts)
H = magnetic field, in gauss
a = radius in cm
m
On the basis of a magnetic field strength of 1750 gauss and -a sec-
ondary acceleration potential V that varied between 300 and 3000 volts,
the total mass range from 1 to 100 amu could be covered in two mass
ranges: a high mass range from 10 to 100 amu using an ion trajectory of
radius al = 14.00 cm, and a low mass rangy from 1 to 10 amu using an ion
trajectory of radius a2 equal to 14.00/x,10 = 4.43 cm.
Having determined the ion trajectory radii, the next step in the
design was to use the double focusing condition written below to deter-
mine such parameters as the electrostatic field image distance .Z"e and
18
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the magnetic field object distance V:
or
all-cos 0) + P'sin ^ + (1-cos 0) tan 0 1 ) = a
e 
(1-cos -r2 Vie)
+ .6 f I J2 sin -52 	 (9)
e	 e
where K I and K" are the magnetic and electric dispersion coefficients,e
resV,,vztivaly- Values for the magnet sector angle 0, the magnet beam
entry angle 0 1 , the electric condenser radius ae and the condenser sec-
tor angle fi e were selected to minimize the size of the instrument while
maintaining sufficient resolution. In practice, this meant that several
selections were made and the final results of these selections were de-
termined. Thus, by using a technique of successive approximations, final
values of all parameters were determined.
As mentioned earlier, the double focusing condition (ref. 9) was ap-
plied only to the high mass scale. The low mass scale optics were de-
signed for standard first order magnetic focusing. The final values of
the important ion optics design parameters are summarized in Table I.
TABLE I
LUNAR LANDER MASS SPECTROMETER ION OPTICS
	
DESIGN PARAMETERS	
I
ElectricSector High Mass	 Low Mass
	
Magnetic Sector	 Magnetic Sector
a
e
cm= 3.67 	 a
1 
= 14-00 cm	 a2 = 4.43 cm
	
0	 0(0 = 63.60 	
1 
= 37.5	 2 = 50.5 
i t = 4.55 cm	 45 
0	 45 
0
e
,fie 	 1.48 cm	 600 	 ell 	 550e	 2
d	 0.80 cm	 il	 7.17 cm	 Yf	 7.17 cm
e
&1= 8.62 cm	 '11	 1.01 cm2
Spacing between the electric sector (condenser) and the magnetic sec-
tor is Ill + P	 8.65 cm. Spacing between the entrance and the angle
e
slits is 3.60 cm.
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The resolution for the two mass scales is found in terms of the
lateral magnification and velocity dispersion of the electric sector and
the lateral magnification and mass dispersion of the magnetic sector.
The electrostatic sector field produces a real image of the entrance slit
of width S' at the image distance 2e. The size of this image (i.e., the
width normal to the direction of the beam) is given by the equation
S11 _ Me tat St	 (10)
where
Me lat _ - 0.570	 (11)
The velocity dispersion of the electric sector field is given by the
equation
d - 13 Ke 	(12)
Here Ke ,' is called the velocity dispersion coefficient and d gives the
distance between focal points for particles of energies eV ( 1+P) and
eV (1-0), that is, for ions whose energies differ by 2P eV
	
Since
Av/v; 2p = AV/V.
The volt energy spread CV/V permitted by a slit of width SE at the
image point of the electric sector Field is
LTV/V	 2SE /Ke	(13)
From the known design parameters, one calculates
QV/V 0.347 SE (SE in cm)	 (14)
	
The intermediate image Se which the electric sector produces of the	
x
entrance slit is then imaged by the magnetic sector. The width S" of
Ethis image is given by the expression	 `
VThe effect of the electric and magnetic sectors in series is to
give a combined magnification
M1at Me lat m la.t	 (17)
or
	
Mlat ^ 0.49835 high mass scale 	 (18)
Mlat ^ 0 ' 23451 low mass scale
When the double focusing condition is not satisfied, as is the case
for the low mass _scale, the first order resolution of the instrument can
be written as
	
M	 K11/2	 (19)
AM Is' MlatI + S/1 +	 Knl
where K" is the dispersion coefficient of the magnetic sector, S' is the
entrance slit width, S It is the exit slit width, M1at is the combined
transverse magnification of the electric and magnetic: fields in tandem,
and = dv/v = (1/2) AV/V is the velocity spread or one half the volt-age
(energy) spread of the ion beam. This equation permits one to assess the
manner in which the entrance, exit and energy s',its affect the resolution.-
Neglecting for the moment the fact that there is double focusing for
the high mass scale, Equation (19) leads to the following results
High mass scale:
M _	 2.5272IM-
. AM ^ 0.39885 S f + S rP + 0.87694 S	 (20){	 1	 E
Low mass scale:
1
	
IM-1 _
	
0.9329
-41 21LY^i 
	
0.23451 S P + 2 +' 0.32372 SE
Equation (21) is exact for a first order calculation of the low mass
scale resolution (all slit widths expressed in cm). Equation (20) yields
a close approximation to the resolution of the doubly-focused high mass
scale. In a more exact expression, the term involving SE vanishes since
the energy dispersion of the beam has been exactly counteracted by theF f
	
	
magnetic dispersion. However, in tice' pl,a,r,Q of, the,: S E .^:erM 0i: Yttst`
write the sum of the absolute values of all the optical aberrations
M
{
q	 _
a
22
t.
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JAiJ = a B11 a2 + a B 12 a f + a B22 (32	(22)L
It can be seen that these aberrations vary directly with the mag-
netic field radius "a", the beam divergence of half angle a and the ve-
locity spread E.
Expressions for the coefficients Bll, B12 and B22 are given in the
literature. The three terms on the right in Equation (22) are called
the aperture defect, the astigmatism, and the chromatic defect, reading
from left to right.
The values of the coefficients B ij for the case of straight bound-
aries at the entrance and exit of the magnetic sector are
B 11 = 7.93; B 12	 11.97; B22 = 7.89 	 (23)
The beam half angle !y can be calculated from the widths of the en-
trance and angle slits and the spacing of 3.60 cm between these slits.
For example, if the entrance and angle slits are each 0.0254 cm (0.010
inch) wide, the angle a is 26' or 0.00757 radians. If the energy slit
SE	 0,0254 cm also, then ^ = 4.41 x 10 -3 and
IAI = 1.414 x 10-2
•.J
In this case, the aberration addition to the line width is less than
the equivalent energy spread addition of 2.227 x 10- 2 of Equation (20),
the calculated resolution for the high mass scale (which assumes complete
separation of adjacent mass peaks) is 48.4. In terms of the resolution
at the half peak height, this would be about 97.
Equation (21) can be used directly to calculate the resolution for
the low mass scale. If S' = S E =-0.0254 cm and S2 = 0.0508 cm (0.020
inch), the low mass resolution should be 16.2. However, the actual low
mass resolution is expected to be much poorer than this because the low
mass ion beam passes through a; considerable segment of magnetic field
near the magnet edge where there is a strong magnetic field gradient.
i
;mother matter of importance in the ion optical design of the mass
spect;rometer was the consideration of both magnetic and electric fringing
	
fields. The fringe field of the magnetic sector can 'act on the positive 	 1
ion trajectories in three ways;
(1) It causes an additional deflection of the ion paths through the
main magnetic field.
x=
t^_
7
t	 .
Z,
(2) It shifts the focus normal to the main trajectory.
(3) It shifts the focus parallel to the main trajectory.
It has been shown by Herzog that if properly dimensioned shunts are
used, the actual magnetic field can be replaced by an "ideal field" which
extends to a distance into the field free region (ref. 15) .
If
K = 6.35 mm = spacing between magnet pole faces
B = 4.50 mm = spacing from top to bottom of shunt aperture
d = 3.00 mm distance from shunt to magnet
and
D=1.22 mm= VK'+d
then the ideal field extends to a distance - 0.95 mm from the straight
pole faces. This field extension effectively increases the magnetic sec-
tor angles 01 and 0 2 . The values of the lateral and longitudinal shifts
of the focus for the high mass scale trajectory are:
db' = 0.028 mm = lateral shift at the entrance boundary
fib ►►
 0.056 mm = lateral shift at the exit boundary
(24)
AL o = -0.056 mm = longitudinal shift at the entrance boundary
ZNV' =-0.194 mm longitudinal shift at the exit boundary
All of the magnetic fringe wield effects listed above are small and
can easily be compensated for by adjusting the position of the magnet
and the electron multiplier ion detector.
The fringing electric field, of the electric sector (condenser) was
also limited in extent by placing electrostatic shunt plates adjacent to
the entrance and e.it boundaries (ref. 17). The dimension of the shunt
plate aperture and its spacing from the boundaries was chosen to obtain
an ideal electric field that extended a distance = 0.040 cm from the
actual condenser boundaries. This field extension effectively increased z
the electric sector angle by 1.260
 (a 2 percent increase), The effect of
the sector angle increase is to shift the position of the entrance slit
relative to the condenser boundary from its initial design value of 4.55
cm to 4.77 cm assuming that the image distance of ,'f = 1.48 cm remains
unchanged. On the other hand, if^e = 4.55 cm is maintained constant,
the value of .fie will be reduced from 1.48 to 1.43 cm and the spacing.
it
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between the electric sector and the magnetic sector will be reduced ac-
c6rd ngly. Since the magnet can be moved easily, this effect can be
compensated.
Included in the ion optical system were additional elements that per-
mitted the secondary ion beam to be focused in the vertical direction.
The electric sector field had two electrically insulated flat electrode
"Matsuda field plates" positioned above and below the inner and outer
electric sector cylindrical electrodes (ref. 18). The two Matsuda plates
were connected together and could be adjusted in potential. If this po-
tential was the same as the potential of the median plane through which
the ions passed, the focal distance of the electric sector would be un-
changed. On the other hand, if the plates were at a higher or lower po-
tential than the median plane, the focal distances would be shorter or
longer, respectively. In addition to changing the focal lengths of the
electric sector (condenser), the Matsuda plates also provide partial ver-
tical focusing.
To improve the transmission of the mass spectrometer, a vertical
focusing einzel lens, consisting essentially of three rectangular aper-
ture electrodes, was placed between the electric condenser and the mag
netic sector. The two outer electrodes of this lens were kept at the
full secondary accelerating voltage potential. The potential of the cen-
ter electrode could be varied in 20 steps from ground potential to the
full acceleration voltage. This decel-accel einzel lens could be adjusted
to provide a sufficiently short image distance for the entrance slit in
the vertical direction so that the secondary ion beam did not strike the
upper and lower pole pieces of the sector magnet. A short shield elec-
trode was used to separate the entrance element of this einzel lens (at
ground potential) from the electric field shunt electrode. The shield
was kept at the same electric potential as the shunt electrodes.
The two shunt electrodes that were located at the entrance and exit
boundaries of the electric condenser served to effectively terminate the
cylindrical electric field described earlier in the discussion of fringing;
fields. These electrodes also acted to shield the incoming ion beam from
the unsymmetrical electric field that would exist between the condenser
and the angle slit, and also shield the outgoing ion beam from the unsym-
metrical field that would exist between the condenser and the energy slit.
Since the shunt plates were made of low carbon steel and were nickel ;plated
(as were the other electrodes of the electric condenser assembly), they
helped to shield the ion, beam fromthe fringing field of the magnetic sec
-tor and any other stray magnetic fields. The shunt electrode potential
could be varied between 76 and 100 percent of the full acceleration volt-
age by a 10 turn potentiometer.
r
The electric sector field or electric condenser, as it is oaten'
called, forced the ions into a circular path. The inner cylindrical con-
denser electrode was operated at the full negative secondary acceleration
voltage while the outer cylindrical electrode was maintained at a less
25
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negative potential. The ratio of the potential difference between these
two electrodes to the full accelerating voltage can be calculated by as-
suming the equality of the centrifugal and electrostatic forces:
M v 2 e V 
a	 r d. (25)e
s ince
v2
= 2 e Vr (26)
m
The result is
Vd/V? = 2d/ae = 0.435 (27)
where	 V  = voltage difference between the electrodes
V 1 = volt energy of the incoming ion beam (initial energy plus
acceleration field energy)
d = distance between the cylindrical electrodes = 0.80 cm
a  = mean radius of the ion path = 3.67 cm
If the ion beam had the full secondary acceleration voltage V along
its trajectory within the electric condenser, then
Vd — V - V^
0.435
V^ V
or
VC = (1-0.435) V
	
0.565 V
	 (28)
In practice, the ion beam does not have the full secondary accelera-
tion voltage V along its trajectory, but is decelerated dtm to the lower
negative potential VC on the outer electrode. This lest it-inergetic ion
beam is thus more easily deflected by the electric field Vd/d and so the
	
potential.of the outer plate VC must be made more negative. That is, in 	 =
terms of the negative potential, VC must be greater than 56.5 percent of
E	 V. The electrode voltage control unit provided a variation of the con-
denser (outer electrode)potential from about 50 to 90 percent of they .	 g_	 p
3
lull secondary
 acceleration volta ge in five coarse ste ps with an over-
lapping fine control potentiometer.
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1Ion detectors: The magnetic electron multiplier used to detect posi-
tive ions can the high mass scale was a Bendix Model M-306 multiplier.
This multiplier is 4 x 0.81 x 1.32 inches in size and has built in Alnico
V magnets which fi: ! Knish a magnetic field of 400 to 600 gauss perpendicular
to the electric; field between the field strip and the dynode strip. Be-
cause of this relatively strong field, the magnetic electron multiplier
in not sensitive to stray, low level magnetic fields. The cathode is lo-
cated at one end of the dynode strip and is made of tungsten. The par-
ticles boi.n.g detected enter the multiplier through a 90 percent trans-
parent etched nickel mesh grid connected to one end of the field strip
and strike the cathode. Both the field strip and the dynode strip are
wade of glass having a very high resistance coating (of approximately
108 ohms) on the active surface. No special treatment has been given to
the dynode surface to enhance secondary emission and thus the multiplier
can be exposed: to humid air at atmospheric pressure for an indefinite
period without injury. The anode of this multiplier is made of stainless
steel. Kel}-F spacers are used to provide mechanical support and electric
insulation.
The magnetic electron multiplier is sensitive to photons having wave-
langths less than 1500,, positive and negative ions, neutral particles,
and electrons. This instrument has a flat response, high gain (up to 108 ) ,
low power requirement (200 mW), lightweight (4-1/2 ounches), a high time
resolution (rise time less than 5 nanoseconds) and a low dark current (1
picoampere). The multiplier anode current can be as high as 0.1 micro-
ampere. For linear response, the anode do current should not exceed 1/10
of the dynode do strip current. The operating pressure at the multiplier
should be below 5 x 10° 4
 Corr. When operating at maximum current, hydro-
carbon gas pressure in excess of 10- 8
 torr may result in an accumulation
of deposits on the dynode surface.
This multiplier functions on the principle that an electron starting
at rest in a crossed electric and magnetic field will describe a simple
c;ycloida,l motion perpendicular to the magnetic field, where the dips in
the cycloid are directed along the equipotential lines of the multiplier.
The equipotenitial lines in this multiplier are directed forward and
slightly downward so that an electron strikes the dynode surface before
it can complete a full cycle. Since it has a certain amount of kinetic
energy (represented by the difference between point of origin and impact),
secondary electrons will be generated at each impact. Each. secondary
electron'repeats the same type of motion, and a cascading action results.
The number of intermediate stages (impacts) is determined by the magn-
Hide'of the in ut and ^"f- t Jiff	 t' 1	 lti	 Th	 tp	 u pu	 eren is vo ages	 a usua, practice
is to adjust these voltages so that the gain is optimized. Typical gains
for this multiplier for various dynode strip gradients are given in Fig-
ure 7. The general method of connecting the magnetic electron multiplier
is shown in Figure 8, while Table II shows typical operating voltages for
the various electrodes. The potential difference between the dynode strip
and the field strip should be 300 volts at the input endq and the output	 k
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L	 used as constant input signal.
Figure 7. Typical gain of magnetic electron multiplier vs dynode
strip gradient.
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TABLE 11
TYPICAL OPERATING VOLTAGES OF THE BENDIX M-306
MAGNETIC ELECTRON MULTIPLIER
Element	 Normal Gain	 High Gain	 Low Gain(volts)	 (volts)	 (volts)
DST
-1850 -2050 -1650
FSI -1550 -1750 -1350
DSO - 350 - 350 - 350
FSO -	 50 -	 50 -	 50
ends, with the field strip input and output ends being positive with re-
spect to the dynode strip input and output ends.
Because of the rather large cathode of this multiplier, its position
relative to the secondary ion beam was not critical. In addition, the
focusing or defocusing action of the multiplier focusing plate was not
critical.
The Chas
the low mass
with an 8 mm
subtended an
nel o.d. was
inch.
aneltron electron multiplier used to detect positive ions on
scale was a 8endix Model 4028 helix-shaped unit provided.
diameter entrance cone. The helical shape of the multiplier
arc of 8400 . The channel i.d. was 0.040 inch while the chan-
0.080 inch. The radius of curvature of the helix was 0.24
The Model 4028 multiplier will respond to electrons, positive ions,
negative ions, and photons within the spectral range from 1500 to 2R.
The gain of the multiplier is approximately 108 at a 3 kV operating volt-
age and the gain varies with voltage as shown in Figure 9-. A recent mul-
tiplier of the Channeltron type, Model CRM 4010, is said to be sensitive
to positive ions having energies of 2 keV and higher, and one should as-
sume that this is true of all Channeltron type multipliers. Thus, for
positive ions released at near zero potential, a negative potential
greater than 2 kV is required at the multiplier input.
For the Model 4028 multiplier, the output current pulse width is 20
nanoseconds at a gain of 5 x 107. The average background current rage
at a voltage of 3 kV is less than 4 counts/minute The dynode surface
resistance is 1 x 109 ohms. The
maximum operating pressure is 1 x
current is 10 percent of the bias
This multiplier has `a small size,
and a high electron gain.
30
naximum operating voltage is 4-kV, the
10-4
 torr, and the maximum do anode
current for a linear analog response.
light weight, low power consumption I
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Basically, a Channeltron type multiplier is a hollow glass tube with
its inside surface coated with a semiconducting material. The semicon-
ductor surface serves as a secondary electron (.hitting dynode surface and
also as a voltage divider which establishes the electrostatic field re-
quired to accelerate the secondary electrons.
A positive ion is detected when it enters the input aperture and im-
pinges on the dynode surface. Electrons are emitted and are accelerated
along the axis of the tube by the electrostatic field. Since the elec-
trons have an initial, velocity they also drift across the tube and strike,
the inner wall before they move very far in the axial direction. Upon
collision with the wall, additional electrons are released and the pro-
cess is repeated. The effective number of stages (collisions) and the
gain per stage ('ratio of the number of secondaries emitted per primary
electron) finally result in an overall gain of the order of 108.
In applying the Channeltron multiplier to the detection of positive
ions of the low mass scale, it was necessary to locate the multiplier
quite close to the magnetic sector.
	 The magnetic field at this location
was relatively strong, and it is believed that this field had an adverse
effect on the operation of the multiplier.
	 It was also discovered that
the positioning of the multiplier relative to the ion beam was critical.
In order to improve the performance of the Channeltron, a grid was placed
in front of the entrance cone and biased 300 volts negative with respect
to the cone in order to keep secondary electrons emitted by the cone from
being drawn to the exit slit (at the secondary acceleration voltage po-
tential V).
	 A small disc of metal about 2 mm in diameter and spaced about
1 to 2 mm from the output end of the Channeltron was used as an anode to
collect the total. electron current.
	 The anode was connected through an
electrometer to ground.	 The output end of the Channeltron was at a poten-
tial of 300 volts negative with respect to ground.
Power supplies and the control unit;
	 Figure 10 is a detailed sche-
matic of the complete electrical and electronic control circuitry used
with the lunar lander mass spectrometer.
	 The power supplies used to pro-
vide.the positive and negative high voltages for the primary beam, sec-
ondary beam and electron multipliers were all John Fluke Model 408E well-
regulated, digitally controlled output, dual polarity power supplies.
These supplies could be adjusted for 0 to 6.0 kV output in discrete in-
crements of 1, 10, 100 and 1000 volts.
	 Load currents up to 20 mA'could
F be drawn from these supplies.
	 The power supply that was used to generate
the mechanically swept, negative high voltage was modified by placing a
linear 400 K ten turn potentiometer in series with the reference resistors
R106 so that the voltage at the summing point would change as this resin-
-= tance changed.
	 A small 1 rpm motorwas used to drive the 400 K potentiom-
eter via pulleys and an 0-ring drive belt.
	 As^.can•be-seen from the sche-
matic, the control unit consisted primarily of voltage divider circuits
to supply voltages to the various electrodes.
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The Penning source supply, illustrated at the top of the schematic,
used an isolation transformer to isolate the primary beam high voltage
from the ac Line. A small Variac autotransformer T1 was used to vary the
ae.voltage input to the Penning supply transformer T2. A full wave bridge
rectifier followed by a filter section and a series dropping or stabilizing
resistor of 4.5 K ohms furnished do voltages up to +1000 volts to the
Penning source anode with respect to the cathode. To provide better sta-
bility for this Penning source supply, the ac voltage input was sometimes
obtained from the output of a line voltage regulator.
The cathode of the Penning source was connected directly to the pri-
mary beam positive high voltage. The separate voltage divider chains
were used to provide voltages to the primary optics focus and extraction
electrodes.
Four voltage divider chains, two of which were partially connected
in parallel, were used to furnish voltages to the various secondary beam
ion optics electrodes. These divider chains were connected to the nega-
tive 0 to 6 kV mechanically swept power supply as shown. The Matsuda
voltage divider chain was connected to the condenser electrode voltage
at its lower terminus so that the Matsuda voltage would always be greater
than the condenser voltage, as required. In addition, small changes in
the value of the condenser voltage would result in nearly proportionate
changes in the Matsuda voltage.
The zener diodes used to establish the required 300 volt drops be-
tween the input ends of the field strip (FSIE) and the dynode strip (DSIE),
as well as the output end of the field strip (FSOE) and the dynode strip
(DSOE) were housed on a separate small chassis attached mechanically to
the large high voltage output connector of the multiplier power supply.
The same power supply was used to furnish the required voltages to both
the magnetic electron multiplier and the Channeltron electrostatic mul-
tiplier. However, since the Channeltron normally operated with a volt-
age of 3.0 to 3.5 kV while the magnetic multiplier was operated at 1.6
kV, the two units were never operated simultaneously. When the-Channel-
tron was being used during a scan of the low mass range, the multiplier
voltage connections at flange 6 to the magnetic multiplier were discon-
nected by removing the octal plug at that flange. On the other hand,
when the magnetic multiplier was being used during a scan of the high
mass range, the Channeltron remained connected to the power supply, but
its gain was too low to be effective. Additional circuitry could be
provided to operate both multipliers simultaneously if the Channeltron
unit is retained.
The charge neutralization filament power supply furnished Filtered
do to the 12 mil diameter 'thoriated tungsten filament. The use of do
avoids the modulation of the secondary beam, that could occur, with an _ac	 z
operated filament. A silicon controlled rectifier,_ fired by a unijunc-
tion transistor, regulated the filament power. The filament current was
h
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adjusted by a phase shifting network which provided triggering of the uni-
junction transistor. The filament current could be adjusted between about
0 and 6 A. The maximum voltage under full load was about 10 volts. A
separate toggle switch turned on the filament.
There were three separate sources of filament bias available in the
control unit. The standard bias circuit could furnish up to approximately
175 volts of bias while the alternate low voltage bias circuit could fur-
nish only about 16 volts of bias. In addition, an alternate proportional
filament bias voltage was obtained from one of the regular voltage divider
chains. The use of the proportional bias insured that there was no de-
focusing of the secondary ion beam as the secondary voltage was swept over
its range.
A small fraction of the secondary sweep voltage was also provided to
operate the X-axis of an X-Y recorder.
The electrode voltage control unit, the high voltage power supplies
and the X-Y recorder were housed in a double electronic rack enclosure
that couldbe moved around adjacent to the vacuum test system.
Vacuum Test System Design and Construction
The vacuum test system, as shown schematically in Figure 11 and in
the photographs of Figures 12 and 13 was centered around the 24 inch
diameter x 30 inch high steel bell jar test chamber. The circular base
plate of the lunar lander mass spectrometer was mounted rigidly within
a 5 inch high feedthrough collar that was positioned on top of the belljar base plate and vacuum sealed by means of viton 0-rings. This collar
and the mass spectrometer base plate can be clearly seen in Figures 1 and
2.
The bell jar test chamber was pumped down by means of a 6 inch Edwards
Model • 6M3A mercury diffusion pump having an unbaf,fled speed of 600 to 650
liters/sec and an ultimate vacuum better than 5 x 10-7 torr when used with
a liquid nitrogen cold trap. The bell jar was pumped through a 6 inch
gate valve and a liquid nitrogen (LN2) cold trap so that the effective
speed of the diffusion pump at the test chamber was approximately 300
Liters /sec.
'k
The mercury diffusion pump was backed up by an Edwards 1SC 450D
single stage mechanical vacuum pump having a displacement of 450 liters/
min (15.75 cu ft/min). The mechanical pump was separated from the dif-
fusion pump by a zeolite foreline trap that prevented backstreaming of
mechanical pump oil into the diffusion pump and test chamber. Rubber
hose connections were used between the mechanical pump and the zeolite
trap and between the zeolite trap and the foreline.
M
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tA foreliae valve separated the diffusion pump from the mechanical.
pump and meolite foreline trap while a roughing valve separated the test
chamber from the mechanical pump and zeolite foreline trap. Both of these
valves ;yore 1-1/2 inch diameter Goddard Model VB1.9T brass bellows thru-
flow type valves.
The liquid nitrogen cold trap was a Mt. Vernon Research Model 613
snit. The gate valve was a Mt. Vernon Research Model 61620-1-2 unit.
"Llie 5 inch high collar had eight ports sealed with 4-1/4 inch diameter
flanges. These flanges had been modified to contain electrical cable
cnd seal type feedthroug,hs a 1/8 inch diameter stainless steel tube to
carry the argon gas into the test chamber, an octal type electrical feed-
through (glass insulated) and flexible shaft motion feedthroughs	 Cylin-
drical aluminum shields with transparent Lucite end plugs were provided
to shield all the electrical feedthrough flanges.
The steel, test chamber had three Pyrex glass viewing ports that used
6 inch diameter x 1/2 inch thick Pyrex glass sandwiched between the flange
O-wrings and flat outer gaskets. 	 The viewing ports were used to illuminate
the mass spectrometer, read the micrometers of the positioning stages,
watch the primary beam, especially when focusing it with the help of a
fluorescent screen, and watch for voltage breakdown and arcing between
electrodes.	 A counterbalanced arrangement was utilized to facilitate
raising and lowering of the bell jar. 	 The bell jar flange would occa-
sionally be clamped to the upper flange of the collar with C-champs to
speed up the rough pumping phase of the pump-down cycle.
A small Whitey 316 stainless steel Model 22RS2 needle valve with a
micro-meter stem adjustment was used as a flow control valve to admit
argon gas to the Penning source. 	 A Hoke Model 411 all-metal valve was
soldered to the foreline between the foreline valve and the zeoline fore-
line trap to act as a venting and leak-testing valve.
	 A small brass 0-
ring sealed valve was fastened to the high vacuum tubulation above the
gate valve to provide venting for the bell jar with the gate valve closed.
i
Three pressure gauges were used to measure the pressure in the sys-
tem.
	
A hot filament Bayard Alpert type gauge, a Vacuum Industries Model
BA100K, of the nonburnout variety was installed via a quick coupling at
the high vacuum tubulation above the gate valve.	 This gauge and two
Hastings Model DV 6-M thermocouple gauges were controlled by a Vacuum
Industries Model 9023 ionization gauge control. 	 Thermocouple gauge #1
was located in the foreline to read the foreline pressure while thermo-
couple gauge #2 was located at the high vacuum tubulation above the gate
valve to read the test chamber pressure.
The liquid nitrogen cold trap was filled by means of a-foam rubber
insulated 3/8 inch diameter copper tube.	 A small plastic funnel was used
to pour liquid nitrogen into the filling tube.and cold trap from a 5 liter
hand-held dewar.'
	
Cooling water was brought to the ,diffusion pump and dis-r
charged from it by 3/8 inch copper lines.	 -
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The supporting frame for the vacuum test system was assembled from
drilled and slotted angle iron (Lyon Co. of Aurora, Illinois) reinforced
with triangular gussets of 1/8 inch thick aluminum plate at each of the
eight corners. A 3/1.6 inch thick aluminum plate formed the working table
top of the system.
A separate power panel containing standard toggle switches to con-
trol the power to the mechanical vacuum pump and the mercury diffusion
pump was mounted at the front of the frame. Two pilot lights were also
mounted on this panel to indicate the "on" condition of the pumps. The
ionization gauge control unit was mounted just below the power panel.
All of the valves were accessible from the front- of the supporting frame.
GENERAL SYSTEM TESTING AND OPERATION
The lunar lander mass spectrometer was put into operation using a
step-by-step procedure. The first step or task was to obtain a low back-
ground pressure in the bell jar test chamber. The development and test-
ing of the vacuum test system took several months.
The second step or task of the test plan was to establish the proper
argon gas pressure in the Penning source of the primary ion beam system
and then develop and test the primary ion beam optics.
The third task of the test program was to obtain a secondary ion
beam from various sample materials and develop and test the secondary
ion beam system. This was the most extensive portion of the test pro-
gram.
The fourth and final task of the test program was to study the over-
all operation of the lunar lander mass spectrometer with a view toward
improvement of its characteristics.
Mass Spectrometer Operational_
 Characteristics
After the test system had been developed to the point where the bell
jar pressure could be reduced into the low 10 -6
 torr region, testing of
the mass spectrometer commenced.
The initial testing and operation of the lunar lander mass spectrom-
eter consisted of establishing flows of argon gas through the Penning`
source, and operating the Penning source to get a primary ion beam. Dur-
ing the initial phases of operating the Penning source, it was found that
the discharge within the source would start at a voltage of tite order of
450 volts and a bell jar pressure of 5 to 6 x 10- 6
 torr. As testing con-
tinued, the required starting voltage increased to above 500 volts'. A
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gas pressure in the bell jar of about 6 x 10- 6 torr corresponded to
Penning source pressure: of about 10 microns, a value that was taken to
be the upper pressure limit for continuous operation of ttie source.
When the Penning source was turned on and operated at a high source
current of 25 mA or greater, the primary beam became visible in a dark-
ened room environment. The beam could be seen directly as it came through
the lower primary focusing electrode and struck the top surfaces of the
sample holder and the focus x electrode. Reflected visible radiation
from the beam also appeared between the extraction and focusing elec-
trodes.
In order to focus the primary beam at the sample holder, a special
fluorescent screen was prepared for installation at the sample holder.
The screen was fabricated from a fine wire mesh (woven) stainless steel
gauze that. was impregnated with a slurry of Sylvania phosphor type CR-
403 (aluminizing color) dispersed in a vehicle of Sylvania potassium
silicate, electronic grade, type PS-6. Care was taken to avoid coating
all of the wire surfaces, the ideal configuration being a disconnected
series of phosphor squares filling the holes in the wire mesh. In this
way, the primary ion beam would strike metallic wire surfaces and release
secondary electrons to neutralize any positive charges that might tend to
accumulate on the insulating phosphor surfaces. Such a phosphor screen
would then be maintained at the same (ground) potential as the sample
holder and would not charge up to the potential of the primary accelera-
tion voltage.
The phosphor screen was installed by placing it horizontally on top
of the sample holder so that the ream :spot would be clearly visible over
an extended area. It was reasoned that the small reduction in the ob-
•ject distance would have only a small effect on the focusing. The phos-
phor screen was connected electrically to the sample holder
.t
It was found that the primary beam tended to diminish in cross sec-
tion and became brighter as the primary acceleration voltage was increased.
By varying the divider chain (coarse adjustment) positions and the step
switch positions of the primary focus and extraction electrodes, it was
possible to either widen (defocus) or narrow (focus) the primary beam at
the sample holder. A wide, fairly uniform primary beam was obtained with
high values of positive extraction voltage. (actually a minimum extraction
field) and low values of positive focus voltage (a minimum focusing field).
A broad beam with a bright central spot was obtained with a reasonable ex-
traction potential (62 percent of maximum positive acceleration voltage
$:	 at the extraction electrode) and a high focus potential of 94 percent of
'	 maximum positive acceleration potential. The smallest, brightest spot
size at the sample holder was obtained with an extraction potential ofJi
 the order of 30 percent of the primary acceleration voltage and a focus
`•	 potential of the order of 86 percent of the primary acceleration voltage.
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It was noticed that a glow discharge could develop in the tubing
that furnished argon gas to the Penning source.
	
The discharge developed
when both the argon gas flow and the primary accelerating voltage were
high.	 The occurrence of the discharge was inhibited by lengthening the
tubing leading to the Penning source. 	 A combination of bell jar pres-
sures greater than 6 x 10-6 torr and primary accelerating voltages greater
than 6.0 kV were avoided.	 With a bell jar pressure of 2 x 10-6 torr -- a
nominal value that was frequently used -- the primary acceleration volt-
age could be increased to at least 8.0 kV without causing a glow discharge
in the argon gas entrance tubing.
The argon gas pressure in the Penning source was over a thousand
times greater than the equilibrium pressure in the bell jar.	 This meant
that there was a substantial flow of neutral argon gas issuing from the
Penning source and moving along the electrodes of the primary optics.
Sharp points and edges of the primary optics lenses, or metal. screws at-
tached to the lens electrodes could cause corona discharges in the rela-
tively high pressure argon gas euvironment when high voltages were applied
to these electrodes.	 It was found that some of the metal screws holding
the electrodes in position had to be replaced with nylon screws in order
to avoid corona and arcing in the high pressure argon gas,
The location of the primary beam "spot" on the sample was adjusted
by shifting the primary beam optics relative to the sample holder. 	 Al-
though the angle between the primary beam and the target surface normal
could be varied, it was kept constant at 53.5 0 throughout the testing
and operation phase of the program.
Whenever the Penning source was turned on, there was a momentary in-
crease in the bell jar pressure of about 10 percent due to outgassing
,v^ithin the source.
	
This pressure rise would subside after a few minutes
of operation.
The primary beam spot size on the sample varied from a minimum. of
1 x 1-1/2 mm for some samples to a maximum of 2 x 4 mm for other samples.
The use of a, line voltage regulator to supply the 110 volt ae input
to the Penning source power supply improved the stability of the Penning
source,	 In general, it was found that the Penning source (discharge)
current and the current to the sample (target current) were stable for
source currents of about I mA or less and 10 mA or greater.	 Tha source
was generally noisy and erratic for currents between I and 10 mA.
The current and power drawn from the primary beam acceleration volt-
age supply are listed in Table 1116
	 To this power requirement one must
add the power taken by the Penning source supply as well as the power
taken by the secondary electrodes, the electron multipliers and the neu-
tralization filament.
Ji
TABLE III
PRIMARY BEAM ACCELERATION VOLTAGE, CURRENT AND POWER
Voltage	 Current	 Power
(kV)	 (mA)	 (watts)
1.00	 0.20	 0.20
2.00	 0.40	 0.80
3.00	 0.65
	 1.95
4.00	 0.85
	 3.40
5.00	 1.05	 5.25
6.00	 1.30
	 7,.80
7.00	 1.50	 10,50
The initial testing and adjusting of the secondary ion beam system
was performed with an aluminum sample since the sensitivity of a sputter
source solids mass spectrometer is very high for aluminum. The secondary
ion beam was first detected by collecting ions on the outer electrode of
the cylindrical electric condenser. This electrode was connected through
an electrometer (Keithley Model, 600 battery operated unit) to the full
secondary acceleration voltage. Since the inner electrode of the elec-
tric condenser was also at the full secondary acceleration voltage, the
ion beam was not deflected by the condenser. No slit holders were used
during the initial adjustment period so that only apertures of the order
of 1/8 to 1/4 inch diameter limited the beam size.
t
	
	 It was found that botlr the sample (target) current and the current
into the electric condenser increased as the primary beam voltage in-
creased and as the secondary voltage increased, provided that the various
electrodes were optimized. The horizontal and vertical deflection elec
trades had a strong effect on the current collected by the condenser, as
did the focus II and III electrodes. The shunt and Matsuda electrode po-
tentials had only a small effect on the condenser current.
The different ways of optimizing the voltages on the focus II and
III electrodes were evident A relatively large condenser current sig-
nal was obtained with focus II at the full negative secondary acceler-
atingeating potential and focus III at either a full negative accelerating po-
f	 tential or at zero potential. Also, a large condenser curren6'kwas ob-
tained with the focus II potential, near zero and the focus III potential
at its maximum value. The maximurn current to the electric condenser with
A`
	
	 a primary voltage of 60 kV, a Penning source voltage of 500 volts, a
Penning source current of 10 mA, a sample current of 44 microamperes, and
a secondary acceler*tion vo;.tage of -2.0 kV was 3.0 x'10-8 amperes, or.	 !
slightly less than 0.1 percent of the target current,.
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Entrance and angle slit holders were then installed to limit the
secondary beam size. The entrance slit holder had a 1/16 inch diameter
aperture while the angle slit holder had a 1/8 inch diameter aperture.
After adjusting the focus II and III electrode potentials (the vertical
and horizontal deflection electrodes did not have to be changed), a maxi-
mum condenser current of 1.0 x 10 -8 amperes was obtained, a value one
third of that obtained without the entrance and angle apertures in posi-
tion. With 0.010 inch wide slits used in the entrance and angle slit
holders, the condenser current was further reduced.
In order to help adjust the secondary ion beam electrode potentials
so that the beam passed through the electric condenser and into the mag-
netic analyzer, a special removable electrode was developed. This elec-
trode was located within: the aperture of tf,V magnetic sector entrance
shunt. It was connected electrically through an electrometer to the full
secondary acceleration voltage (the same potential as the magnetic sector
and its shunts). A nylon thread was attached to the electrode so that it
could be pulled out of the way via one of the rotary feedthroughs (making
use of its translational motion). When the secondary ion beam was finally
detected at the magnetic electron multiplier, the removable electrode was
no longer needed.
With the use of the removable electrode, it-was found that the maxi -
mum secondary ion beam passed through the electric condenser when the
potential of the condenser electrode (outer electrode) was about 65 per-
cent of the secondary acceleration voltage. This setting was the most
critical of all of the secondary electrode potentials. The second most
critical seating was that of the horizontal deflection electrode.
The aluminum m/e 27 mess peak was first obtained at the magnetic
electron multiplier without the detector wlit holder in position. Ini-
tial optimum settings of the ion beam electrodes were measured and are
presented in Table IV. The aluminum peak was rather broad and was sur-
rounded by a high noise or scattered ion background. The dark current
of the magnetic electron multiplier was quite high, having a,value of
about -5 x 10- 10 amperes.
It was noticed rather early, in the testing program that changes in
the secondary accelerating voltage had a strong effect on the sample
current and the primary beam. Making use of the fluorescent screen de-
scribed earlier, it was determined that the primary beam ^"spot" was moved
as much as 1/4 inch for a 500 volt change in the secondary acceleration
voltage. This effect was practically eliminated by installing a cylin -
drical shield electrode between the lowest electrode of the primary beam
einzel lens and the sample holder. The shield 'approached within 1/8 inch
of the sample holder and was maintained at zero or ground potential.
Once the magnetic electron multiplier was effectively measuring the
{	 secondary ion beaten signals, it was possible to make various measurements
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spectra (best resolution) were obtained with the multiplier axial posi-
tion 3 mm away from its maximum outward position (setting of 90 on the
scale). This corresponded to a distance of about 9.2 cm from the magnet
to the exit slit, as compared to the theoretically calculated distance
of 8.63 cm. The optimum magnet axial position was at 0.475 inch on the
micrometer, placing the magnet at a position 7.2 cm relative to the en-
ergy slit, approximately equal to the theoretically calculated position.
The multiplier transverse position was varied and its effect on the
m/e 27 aluminum peak was monitored. The optimum position for the multi-
plier was at a scale setting of 14.5 mm. The magnet transverse position
was also varied from a micrometer reading of 0.790 to a reading of 0.670
inch. The location of the magnet in a transverse direction did not ap-
pear to be very critical over the region tested, but there was an opti-
mum signal at a setting of 0.765 inch. The results obtained confirmed
earlier measurements of the extent of the homogeneous magnetic field.
The magnetic electron multiplier dark current was initially found
to change considerably from a low value of l or 2 x 10-13 ampere to a
much higher value when the Penning source and various high voltages were
turned on. For example, the dark current initially increased to about
1.5 x 10- 1 0 ampere when the Penning source was turned on, and then de-
creased somewhat to 5.5 x 10- 11
 ampere when the +6.0 kV primary beam
voltage was turned on. After shielding the multiplier with aluminum
foil, the dark current with the Penning source on was reduced to 5 x 10-12
ampere, and the dark current with the +60 kV primary beam voltage on was
2 x 10- 11
 ampere, a definite improvement. The primary optics were shielded
with a wire mesh screen and the multiplier and the magnetic sector were
finally shielded with a single, large electrically grounded aluminum cover
that permitted only the secondary ion beam to enter the magnet and multi-
plier region. After these shields were put in position, the multiplier
dark current remained at l x 10` 13
 ampere even after the Penning source
and the +6.0 kV voltage were turned on. Many other experiments had sug-
gested that the high dark current was due to positive ions, electrons or
metastable argon atoms produced in the Penning source Because of the
open structure of the developmental system, such energetic particles were
undoubtedly moving throughout the test chamber. The paths of these par-
ticles and of secondary electrons released by them depended primarily on
1	 the primary and secondary acceleration voltages
Not only was the multiplier dark current affected by the emission of
energetic particles from the Penning source, but the background of mass
spectra were exceedingly high for the same reason. For some of the early
aluminum spectra, the background do current level was about 2.5 x 10`9
amperes and the peak to peak ac noise was about 5 x 10-11 amperes. After
complete shielding, the background current levels were as low as l x 10-13
amperes and the peak to peak noise levels were as low as l x 10- 12
 amperes.
The shielding of the magnetic analyzer and multiplier region reduced
the stray ions and electrons that had p. !;;eviously masked the small secondaryAl
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beam mass peaks and, as a result, a multitude of new mass peaks became
visible for the first time.
From time to time during the operation of the lunar lander mass spec-
trometer, the sample hol der and adjacent electrodes were cleaned to remove
the brown and black deposits that accumulated. 	 It was assumed that these
deposits were caused by the presence of hydrocarbons originating from the
viton 0-rings, the plastic tubing and other plastic materials within the
bell jar.	 Cleaning was generally accomplished with either A,Z203 paper,
Al203 powder with:i.n a nylon mesh (Beartex), or pure Al203 powder. 	 Dis-
tilled water was used to rinse the surfaces after cleaning. 	 The sides
of the entrance slit holder and the angle slit holder facing the sample
were also found to have deposits and were cleaned.
,
A listing of typical secondary beam electrode voltage control set-
tings and the corresponding voltages (in terms of the percentage of the
full secondary acceleration voltage) are listed for reference in Table V.
The focus II and III settings and the horizontal and vertical deflection
settings were invariable changed from one sample to another. 	 Other con-
trols such as the condenser, Matsuda, shunt and vertical focus controls
were rarely changed.
A_magnesium-aluminum alloy was installed in the sample holder and
was used for a number of tests and experiments.	 The Mg-A,Z spectra were
relatively mass rich with mass peaks ranging from m/e 24 to m/e 90.
These spectra permitted the first measurements of resolution to be made.
Based on measurements made of peak spacing S and the peak width M at
half peak height for masses 25 and 26 (magnesium isotopes), the half
width resolution was 76 according to the relationship
M +M
M_
	
1R=	 2	 2	 (29)
On the s ytwa r,^, .ss spectra, the mass 38 and 39 peaks could be seen to
be fully resolved down to the baseline. 	 All slits were 0.010 inch wide.
On the basis of theory, the resolution of the mass spectrometer can be
improved by reducing the slit widths.
The magnesium isotopes masses 24, 25 and 26 were clearly separated,
but there was a high level background current since the mass analyzer
and multiplier had not been completely shielded at the time. 	 Perhaps
for this reason, or perhaps due to interference from hydrocarbon peaks,
the measured percentages of the 24, 25 and 26 peaks were 77.4, 11.9 and
10.7 instead of the accepted ratios of 78.70, 10.13 and 11.17.
Impurity masses such as sodium, silicon, oxygen, potaosium, - manga-4
nese , copper, zinc and zirconium were identified in the mass spectra.
The copper and zinc isotopes were clearly separated, though not down to
the baseline.	 The largest mass peak was tare magnesium 24 peak with a
t
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tcurrent of about 2 x 10 -7 amperL at the output of the multiplier. Alu-
minum and magnesium oxides and hydroxides were present as they usually
are for molecular spectra..
Magn,esiuxn-aluminum alloy spectra were taken with three different
values of primary accelerating voltage, all other parameters remaining
essentially unchanged. It was found that relative to spectra taken at
6.0 kV, spectra taken at 3.0 kV primary voltage had low mass peaks that
were reduced by about a factor of five and high mass peaks that were com-
pletely eliminated. on the other hand, an increase in the primary beam
voltage from 6.0 to 7.0 kV produced an increase in peak heights of only
a few percent. This behavior was in general agreement with measurements
of the sample and electric condenser currents as a function of primary
accelerating voltage. The latter measurements were made with an alumi-
num sample and will be discussed in the next section.
The charge neutralization filament was operated primarily with di
electi.-ic samples, but on at least two occasions the filament was operated
with metal samples to see if it had any effect on the mass spectra. No
effect was noticeable. The filament setting of 73 on the dial would pro-
duce a dull glow at the filament. At this setting the filament voltage
was 0.72 volts and the filament temperature was estimated to be 14000K.
A filament setting of 79 on the dial would produce a bright white fila-
ment having a voltage drop of 1.43 volts and an estimated filament tem-
perature of 2000 0K. The filament was generally operated at settings
higher than 79 to provide large amounts of electrons. A good percentage
of these electrons would flow up the positive ion beam and into the
Penning source, where their presence would increase the Penning source
voltage (less current wo , .Id be drawn from the Penning source supply).'
The use of the filament allowed the argon gas flow to be reduced con-
siderably and still maintain a discharge in the Penning source„
A. low mass spectrum of magnesium-aluminum alloy was taken, using a
0.020 inch wide detector slit in front of the Channeltron electron multi-
plier.
A distinct mass peak appeared at a secondary voltage of 1600 volts,
and this peak was tentatively identified as molecular hydrogen H2 , al-	 3
though hydrogen was expected at the much higher voltage of 2500 volts-.
Apparently the effective magnetic field strength over the trajectory of
the low mass ions was much less than that over the trajectory of the high
mass ions. This was undoubtedly the case since the low mass trajectory
passed through a considerable length of the `lower magnetic field that
existed near the open edge of the magnet.
	 }
Another sample that yielded further information about the sensitivity
and resolution of the lunar lander.mass spectrometer was a sample of 321 	 a
stainless steel.. On the high mass scale, mass peaks between m/e 23,
sodium and m/e 125 appeared in the spectrum. The 58, 59 and 60 mass
,x
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tpeaks were resolved. based on measurements of the silicon 29 and 30 mass
peaks, the half width resolution was about 74.
The nominal amount of silicon in 321 stainless steel is one percent.
Based on this percentage and on a minimum detectable signal of 8.5 x 10-12
amperes, the silicon 28 mas°,: peak with an amplitude of 9.2 x 10` 9
 amperes
indicated that one could detect 10 ppm by weight of silicon in 321 stain-
less steel. The nominal amount of chromium in 321 stainless steel is
eighteenpercent. Based on this percentage, the minimum detectable sig-
nal of 8.5 x 10- 12
 amperes and the chromium 52 mass peak amplitude of
1.7 x 10- 8
 amperes, the sensitivity of the mass spectrometer for chromium
in 321 stainless steel. was 90 ppm by weight.
Isotopes of iron, nickel, chromium, manganese, silicon, phosphorus
and sulphur were identified in the mass spectrum. There was a large
amount of sodium and potassium present initially, presumably as surface
impurities. Oxides of iron, chromiuma and silicon were also present.
The carbon peak was not seen because the secondary acceleration voltage
could not be made large enough at the time the mass spectrum was taken.
One interesting characteristic of the stainless steel mass spectra
was the presence of "memory peaks" carried over from earlier samples of
magnesium-aluminum alloy and pure aluminum. The magnesium 24 and alu-
minum 27 mass peaks were especially strong, but magnesium oxide and alu-
minum oxide were also present. The memory peaks were observed to decrease
with time.
Insulating or dielectric samples such as pure aluminum oxide and
boron nitrude were tested next. The major peak in the aluminum oxide
sample was aluminum 27, which had a large peak amplitude of 2 x 10 -6
amperes. Since the minimum detectable signal was about 8 x 10- 12
 amperes,
as little as 4 ppm of Al2O3 in a matrix of other minerals could be detected.
Silicon and sodium were the two next largest peaks. Potassium and magne-
sium mass peaks were also present.
There was strong evidence that both the pure aluminum oxide and the
boron nitride samples were charging up electrically even though the neu-
tralization filament was used at many different current and bias settings.
For example, the isotopic peak ratios of silicon in the A,1 203 sample
varied from one mass spectrum to another. For the boron nitride sample,
'it was difficult to obtain two mass,spectra that looked alike. Varying
E	 amounts of positive or negative charge on the surface of the sample would
'k	 shift the mass spectrometer "energy window" relative. to the ion energy
distribution of each secondary ion species. The sample charge up varied
with time and was manifested, in part by a. time varying sample current.
Sometimes all masses less than m/e 22 would be obliterated. At other
times, masses as low as mass 11 (boron) would be clear and strong. The
problem of insulating sample charge up will be discussed in a later sec-
tion.
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A copper-beryllium alloy sample was installed and tested on the low
mass scale of the instrument. A broad beam, of beryllium 9 was detected
and the beam width was related to the wide aperture used in front of the
Channeltron electron multiplier. The copper content of the sample was
detected on the high mass scale, and the measured isotopic ratio of the
63 and 65 copper mass peaks was equal to the accepted value.
Since the copper beryllium alloy had only a small percentage of beryl-
lium (of the order of 1 percent), a new sample of pure beryllium was in-
stalled. Mass spectra of the pure beryllium.were taken on both the low
and the high mass scales. The largest mass peak on the high mass scale
was m/e 27 (combination of A, and Be3)- Other mass peaks present were
iron 56 and 54, BeO 25, BeOR 26, silicon 28 and 29, Be20 34, Be2 18,
potassium 39, argon 40, chromium 52, sodium 23 and magnesium 24.
On the low.mass scale, using a 0.020 inch wide detector slit in front
of the Channeltron multiplier, the beryllium 9 mass peak appeared for sec-
ondary acceleration voltages between 360 ar.d 440 volts. The relatively
small signal portion of the mass peak from 360 to 400 volts was identified
with the "high energy tail" of the !on energy distribution. The peak from
400 to 440 volts had a maximum at 410 volts of 1.7 x 10 -9 amperes (back-
ground current was 1.7 x 10- 11 amperes).
The width of the beryllium ion beam could be determined roughly by
the peak width. For example, for the 0.020 inch slit width used and the
nominal ion trajectory radius of 2.00 inches, the percentage variation in
radius was (6R/R) x 100 = I percent for an infinitely thin ion beam. How-
ever, the measured variation in the acceleration voltage was about ±20
volts for low energy ions only (400 to 440 volts), or a variation of about
5 percent. The measured incremental radius 6R was equal to 5 percent of
2.00 inches or 6R = 0.100 inch. Thus, the effective beam width of the
low energy beryllium ions was 0.100 - 0.020 = 0.080 inch. This relatively
wide beam was caused by a number of factors including the absence of double
focusing fora the low mass scale, the inhomogeneity of the magnetic field
near the magnet exit trajectory, the absence of an exit magnetic field
shunt, the influence of the magnetic field on the Channeltron multiplier,
and the difficulty of placing the detector slit within 1 cm of the mag-
netic field exit boundary, its theoretical location.
After the low mass scale was adjusted and "calibrated" for berylliu
the boron nitride sample was reinstalled with a platinum mesh screen (50
lines per inch) in front of the sample. It was hoped that the platinum
screen would provide neutralizing secondary electrons that would prevent
the boron nitride from charging up.
The mass spectrum taken on the high mass scale was relatively weak,
presumably because of the "shadowing effect" of the platinum mesh screen.
The largest mass peaks present were iron 56 and chromium 52, impurities
in.the platinum. There werealso small amounts of silicon 28 and 29,
A
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tpotassium 39 and 41, sodium 23, magnesium 24, aluminum 27, argon 40,
oxygen 16, nitrogen 14, Ch 13 and carbon 12 present.
On the low mass scale, the boron 11 and 10 peaks were separated but
were resolved only down to 1/4 of the peak height. The ratio of the 11
peak to the 10 peak was somewhat less than two to one whereas the ac-
cepted ratio is four to one.
Vacuum Test System Performance
The vacuum test system worked pretty much as expected after all of
the leaks were found and sealed. The nominal speed of the mercury dif-
fusion pump of 600 to 650 liters/sec, unbaffled, was reduced to appro% i-
mately 300 liters/sec by the intervening cold trap, gate valve and mass
spectrometer mounting base plate. The approximate effective speed of
300 liters/sec was determined by measuring the pressure rise in the closed
bell jar of known volume over a period of many hours, and then measuring
the ultimate pressure in the bell jar after many hours of pumping. In
both cases, the outgassing and permeation of gases through the O-rings of
the system provided a relatively steady flow of residual gas. For example,
a typical pressure rise of 2 microns per hour in the closed bell, jar vol-
ume of about 266 liters was equivalent to a gas flow of about 1.5 x 10-4
torr liters/sec. The ultimate background pressure attained under these
conditions was 5 x 10- 7 torr, and thus the effective pumping speed was
300 liters/sec.
Pressure rise measurements in the closed bell jar generally yielded
values between 1 and '3 microns per hour. Correspondingly, ultimate back-
ground pressures between 2.8 x 10` 7 torr and 8 x 10 -7 torr were generally
attained after several hours of pumping. Typically, it took 3 to 4 hours
of pumping to reduce the background pressure to 7 x 10` 7 Corr and 5 to 6
hours to attain a pressure of 3.5 x 10- 7 tore.
A typical pump-down sequence was as follows after the bell jar was
closed, the roughing valve was opened to start the pump-down. During the
period when the bell jar was opened for changing samples, etc., the mechan-
ical rou ! hi.ng,pump remained on and pumped the system up to the roughing
and fore-line valves. Usually the main gate valve and the foreline valve,	 {
were closed and the mercury diffusion pump was under a partial. vacuum.
It took about 15 to 20 minutes for the 'pressure in the bell jar, as read
by the TC-2 thermocouple gauge, to be reduced below 10 microns. The fore-
line valve would then be opened. The reading of the foreline pressure via
TC-1 would give values that were approximately half of the bell jar pres-
sure. With a foreline pressure of the order of 5 microns, the liquid
nitrogen cold trap would be filled. It took about 10 liters of liquid
nitrogen to cool down and fill the cold trap. The filling procedure was;
done by hand and took about 10 to 15 minutes. As soon 'as the cold trap
was filled, the mercury diffusion pump would be turned on. Although'
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4pumping action started in 20 to 30 minutes, the pump was allowed to oper-
ate about I hoar before the main gate valve would be opened and the rough-
ing valve closed. Approximately 5 to 10 minutes after the gate valve was
opened, the hot filament ionization gauge was turned on, using its least
sensitive range, The gauge was subsequently adjusted to follow the pres-
sure decrease in the test chamber. By using this procedure, the gauge
only operated in the 10-4 torr region for a short interval of time, there-
by helping to 'keep it elean.
Temporary shut-down anO venting of the bell jar was aceomplished by
turning off the diffusion pump, closing the main gate valve and turning
off the ion gauge. The foreline valve remained open, the roughin g valve
remained closed, and the mechanical pump was kept running. The bell jar
was vented to atmosphere by opening the vent valve on the test chamber
tubulation and allowing atmospheric alr to enter. After the liquid nitro-
gen in the cold trap had boiled off an^ the trap had warmed up to room
temperature, the foreliae valve was closed to isolate the diffusion pump
and keep it under a partial vacuum. Water flow to the diffusion pump was
never interrupted since cooling of the pump walls effectively minimized
condensation of mercury at other points.
During the operation of the test system, several interesting charac-
teristics of the system components came to light. For example, the con-
struction of the diffusion pump boiler was such that not all of the mer-
cury was removed from the pump when the drain line was opened. In fact,
3.15 pounds of mercury, more than half the total charge of 5.95 pounds,
remained in the boiler. Over a period of many months of pumping, some
mercury condensed into droplets on surfaces within 1 tF main gate valve
and the cold tra3. The presence of this mercury with Lta vapor pressure
of about I x 10 - torr increased the ultimate background pressure that
could be attained in the system. Tf droplets deposited it or near the
ion gauge tabulation ) the ion gauge readings were unusually high. After
very long exposure to mercury vapor, the ion gauge tube would be affectee
The gauge tube filament emission became erratic and pressure readings
would either oscillate or become erratic. Normal outgassing of the ion
gauge tube did not remedy the situation and, eventually, a new ion gauge
tube had to be installed. Liquid mercury never deposited in the test
chamber. Mercury droplets in the gate valve and cold trap were removed
by disassembling these units and cleaning them with acetone. New mercury(41
was admitted to the diffusion pump on several occasions by removing the
ion gauge and introducing a flexible teflbn tube through the ion gauge
quick coupling and down through the open gate valve and cold trap.
It was found that the liquid nitrogen cold trap would maintain some
liquid nitrogen in its internal reservoir for over 3 hours, but it was
best to fill it every 3 hours or even more often. About 5 liters of
liquid nitrogen would be used up during each refill operation. When the
cold trap reservoir was filled up, liquid nitrogen droplets rather thanjust the cold nitrogen vapor would emerge from the vent tube.
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tThe gate valve was quite trouble-free. The only precaution that
was taken with this unit was to avoid closing the valve too tightly. As
the closure knob is rotated clockwise to close the valve, it moves very
freely until the valve disc seats. When the valve disc seats, one can
feel the resistance and it becomes more difficult to turn the knob. Clo-
sure of the valve is complete at this point, and further turning of the
knob will not close the valve any tighter, but it can damage the valve.
The foreline and roughing valves did cause trouble during the sys-
tem development period. Since these valves iqerc opened and closed many
times for testing purposes, the brass bellows of the valve stem would
eventually crack. There is the possibility that mercury vapor affected
the brass, but no positive signs of amalgamation were visible near the
cracked portions of the bellows. After a while, these two valves were
not opened fully in order to reduce the stressing of the bellows.
No leaks were ever found in any of the electrical feedthrough ports
or flanges. However, leaks were found occasionally in the O-ring seal of
the ion gauge quick coupling and in the viewing ports, The Pyrex glass
viewing windows often cracked at the edges due to unequal stresses applied
by the outer locking flanges. When these cracks became long enough in
the radial direction, atmospheric air leaked through into the test cham-
ber.
The foreline vent valve (the Hoke 411 valve) was soldered in posi-
tion via one of its tabulations and t,-hus it was not mounted as securely
as it could be. This valve was always opened and closed by using two
wrenches, holding the body of the valve with one wrench while the knob
was turned with another wrench. Stress.:] on the soldered connection
were minimized in this way.
It was found that the octal plug connections to the two thermocouple
gauges would occasionally develop a poor electric contant. The poor con-
tact would manifest itself by causing erratic or oscillatory readings of
the gauge. The trouble was usually fixed by removing and connecting the
octal plug several times to burnish the surface of the pins.
The zeolite foreline trap had to be baked out and reactivated after
exposur-e
 to atmosphere. Bake-out was accomplished by inserting the rod
heater into the central hole of the trap and plugging the heater into a
110 volt outlet. The roughing and foreline valves were closed and the
mechanical pump was turned on with its vented exhaust in, operation. The
zeolite -trap was generally baked for about 2 hours, and was then allowed
to cool overnight, The progress of the bake-out and cool-dowa phases
could be followed by watching the reading of the foreline thermocouple
gauge TC-1. After the trap was at room temperature, the,veand exhaust
on the mechanical pump would be inactivated and the foreline pressure
would decrease to its normal value of a few microns.
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The motor used with the mechanical pump did not have a large enough
starting torque to positively start the pump each time the mechanical
pump switch was turned on. It was necessary to move the pump pulley by
hand via the V-beat occasionally in order to set the pump in motion.
The rotary feedthroughs that were connected via flexible shafts to
the magnetic sector mass analyzer and the magnetic electron multiplier
worked very well. These feedthroughs transmitted translational motion
as well as rotary motion through the vacuum wall. Because of the back-
lash in the flexible shafts, the amount of.rotation imparted to the po-
sitioning stages had to be determined by watching the micrometer heads
through one of the three viewing windows of the bell jar. A high inten-
sity lamp was used to illuminate the positioning stages through a view-
ing window.
Occasionally, the base of the bell jar did not make perfect contact
with the upper 0-ring of the feedthrough collar at the beginning of a
pump-down cycle. On these occasions, two large C-clamps were used at
positions 180 degrees apart to draw the bell jar flange into contact
with the 0-ring. After the mechanical pump had reduced the pressure in-
to the micron region, the C-clamps were removed.
The gas flow (argon gas was used exclusively during the developmental
work) into the Penning source was regulated by the two stage tank regula-
tor and the flow control needle valve. The tank regulator was adjusted
to provide an output pressure of l to 2 psi (above atmospheric pressure).
Flexible plastic (tygon) tubing connected the tank regulator output and
the flow cons- of needle valve. The needle valve had a micrometer drive
stem that could be reset to any fixed position. The reproducibility of
the valve setting with respect to the bell jar pressure was usually with -
in 1/2 mil (0.0005 inch).
SPECIALIZED TESTS AND RESULTS
1
Source Efficiency Measurement and Calculation
The efficiency of the Penning source in the process of converting
neutral argon gas molecules into argon ions can be determined by meas^
using and calculating the flow of neutral argon gas through the source,
I	 '; measuring the positive ion current to the sample and sample holder, and
then finding the ratio of the ion current to the _gas current.
The basic assumptions that were made in determining the source ef-
ficiency were
IN
(1) All neutral argon atoms enter the Penning source first and
then flow through the exit aperture of the source (having a vacuum
r;n,	 f
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conductance C) into the test chamber (bell jar) where they establish an
equilibrium pressure above the background pressure due to a fixed effec-
tive pumping speed S of the diffusion pump.
(2) The argon atoms that are ionized in the source and which finally
reach the sample and the sample holder are singly charged.
(3) There are no impurity ions.
(4) Secondary electrons and positive ions emitted by the target and
target holder are negligible compared to the number of incoming positive
ions of the primary beam.
The conductance C of the exit aperture of the Penning source was com-
puted to be 0.26 liters /sec for argon gas from the equations below;
C = K i Corifice
	 (30)
K I = Clausing's factor	 0.65 for Va	 0.050/0.045 inches
where i is the orifice length and "a" is the orifice radius
Corifice - 11.7 A for nitrogen at room temperature
11.7 AMN2 /MA for argon at room temperature	 (31)
9.80 A liters/sec for argon at room temperature
where A is the cross sectional area of the orifice in cm29
2
	
A = TED = (0.7854)(0.05226)	 0.04105 cm2
Finally, C = (0.65)(9.80)(0.04105) = 0.26 liters/sec for argon at room
temperature.
; The calculation above is for molecular flow through the orifice and
should be valid as long as the mean free path of the argon atoms is
greater than the orifice diameter. Since the orifice diameter was 0.23
cm, such a mean free path would correspond to a pressure of about 20 mi-
crons in the Penning source. The Penning source pressure was usuallyg	 g	 p	 y
kept below 10 microns and thus the flow was molecular.
The pumping speed for argon gas was taken to be 300 liters/sec.
This was neither an exact or measured value but only an estimate based
I on the pressure rise measurements described earlier.
Making use of the continuity equation and the first assumption listed
above, the gas flow of argon Q through the Penning source was
a
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Q Pc 5 yr Ps C = 300 Pc = 0.26 Ps torr liters/sec 	 (32)
where Po was the bell jar pressure increase due to the argon flow (i.e.,
the difference between the final equilibrium pressure and the background
pressure with no argon flow), and Ps was the Penning source pressure re-
sulting from the argon flow.
The source efficiency is calculated below for two particular measure-
ments of test chamber pressure and sample (target) current IT:
Test A: Pc = (2.7 x 10 -6 '_ 0.5 x 10 -6) tom = 2.2 x 10-6 torr
TT = 2.4 x 1.0 -5 ampere
thus	 Q = 300 (2.2 x 10 - 6) = 6.6 x 10 4 torr liter/sec
= 6.6 x 10 -4 torr liter /see x 3 x 10 19 atom/tom liter
= 1.98 x 1.0 16 atom/sec
and	 IT 2.4 x 10- 5 ampere x 6 x 1018 ion/sec, ampere
= 1.44 x 1014 ion/sec
so that efficiency = IT /Q x 100 = 0.73 percent.
Test B:	 PC = (3.6 x 10 6 - 0.5 x 10 -6) torr = 3.1 x 10 -6 torn
I
T
	3.5 x 10 5 ampere
then	 Q	 300 (3.1 x 10- 6) = 9.3 x 10 4 torr liter/sec
= 9.3 x 10 4 tort liter/sec x 3 x_10 19 atom/torr liter
2.79 x 1016 atom/sec
`	 and	 I	 = 3.5 x 10-
5 
ampere x 6 x 10 18 ion/sec, ampere
T
2.10 x 1014 ion/sec
i
so that efficiency = IT /Q x 100 = 0.75 percent.
In both cases it can be seen that the source efficiency was low --'
less than one percent of the atoms were converted into ions that reached i
the sample and sample holder. 	 The low efficiency was partly a result of
the low discharge current maintained in the Penning source. 	 In Test A,-'
the Penning source discharge current was 1 mA, while in test . B the dis-
charge current was 5 mA. 	 The sample or target current also depended
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strongly on the extraction and focusing properties of the primary beam
optics as well as on the primary accelerating voltage.
Penning Source Voltage and Current Characteristics
The Penning source electrodes were connected to a variable dc poten-
tial (anode positive with respect to the cathode) through a ballast or
regulating resistor. At a fixed gas pressure in the source, an increase
in the potential or voltage across the source electrodes resulted in an
increase in the source or discharge current. The voltage-current charac-
teristic of the source over a limited range is shown in Figure 14. A
very small change in gauge voltage gave rise to arelatively large change
in gauge current over the region shown.
When the Penning source voltage was allowed to regulate itself via
the ballast resistor and the argon gas pressure within the source was
varied, the source current and voltage varied as shown in Figure 15. The
discharge current varied approximately linearly with pressure over the
current region from 1 to 10 mA and then began to saturate for higher cur-
rents and pressures. It appears that it would be advantageous to operate
in the region of current saturation since the discharge current would be
Less affected 'by small changes in gas pressure and voltage. However, the
stability of the source in this saturation region must be demonstrated
positively. Operation at higher pressures caused a glow discharge to de-
velop in the plastic tubing that delivered argon gas to the source, and,
primarily for this reason, the source pressure was kept below 3 microns
and the discharge current was kept below I mA for most of the tests.• The
Penning source was quite stable at the lower pressures and discharge cur-
rent, but its efficiency was also low.
Sample Current Characteristics
The primary ion beam current that flowed to the sample and sample
holder was a function of the ionization within the Penning source and the
efficiency with whi-ch ions were extracted from the source and focused at
the sample. Sample (target) current dependence on the discharge current
within the Penning source is illustrated in Figure 16. There is a near
linear relationship between these two currents as one might expect.
The relationship between the sample current I and the primary beam
acceleration voltage V seemed to follow. i power law (very close to a
square law, I = kV ) for voltages from zero to three kilovolts after
which the current began to saturate with increasing voltage. It would
appear from Figure 17 that not too much is gained in sensitivity for
primary beam acceleration voltages greater than 4.0 kV.
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The sputtered secondary ion current (presumably mainly aluminum ions
from the aluminum target) to the electric condenser varies in a q unusual
manner with respect to the primary acceleration voltage. Here again,
however, there was a relatively large increase in current for accelera-
tion voltages from zero to 4.0 kV and then a small increase above 4.0 W.
The ratio of condenser current to sample current did increase.as the pri-
mary beam voltage increased above approximately 4.0 kV
Achievement of a Linear Mass Scale
The basic operating equation of the mass spectrometer requires that
the mass m of a molecule or atom being detected be inversely proportional
to the secondary acceleration voltage V;
m = K/V	 (33)
In addition, when the 10 turn potentiometer that controlled the ac-
celerating voltage was moved at a constant speed, it was found experi-
mentally that the accelerating voltage varied with time as shown below
for increasing and decreasing voltages;
b
VINCR t	 (34>
where b and c were constants such that b/c VMTN at time t = 0.
Similarly, for a decreasing voltage, the relationship was
b
VDECR d+t	 (35)
where b and d were constants such that b/d VMAX at time t 0.
Combining the equations above, it can be seen that the mass scale
was directly proportional to the time for both increasing an& decreasing
acceleration voltages;
M - (K/b) (c-t) increasing voltage
(36)
m = (K/b)(d+t) decreasing voltage
Mass Peak Amplitude as a FunctioA of Sweep Speed
A test was made to determine the effect of sweeping over the high_;
mass scale at two different speeds. The emmple that was used for the
teat Vras the magnesium-aluminum alloy deset-lbed earlier. All settings'	 .
of the mass spectrometer were optimized to yield a maximum magnesium 24
mass peak having an amplitude of 2.5 x 10- 7 amperes.	 a
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The Moseley AutograC Model 2FRA X-V recorder was used to provide a
pure time base X-coordinate sweep of 10 seconds/inch. The secondary beam
accelerating voltagn was varied in tho usual manner with a I rpm motor
driving a 10 turn potentiometer via a belt and pulley arrangement that
changed the output voltage of a J. Fluke power supply. As shown in the
preceding section, the spectrum mass varied linearly with time, and the
amount of time taken to measure and record each mass was constant. The
amount of time required to measure and record each mass peak was varied
by changing the diameter of the motor pulley that drove the 10 turn po-
tentiometer. In one case, the pulley diameter was kept at its usual
value of 3/4 inch. In the second case, the pulley diameter was increased
to about 1-5/8 inches, roughly twice its normal value. The increase in
the pulley diameter approximately doubled the sweep speed.
The sweep speed test consisted of scanning a portion of the magnesium
aluminum spectrum from mass 37 to mass 50 at the two different sweep speeds
and recording the results. if no elements of the mass spectrometer detdc-
tion and recording system limited the amplitude of the mass peaks, then
both spectra would be identical except for the different peak Widths. if,
however, the speed of response of one or several elements of the system
affected the peak amplitudes, this would cause a decrease in the peak
amplitudes for the faster scan.
The results of the test are displayed in Table vi. It is evident
that the amplitude of the mass peaks was being limited by one or several
elements in the system, the most likely elements being the Keithley elec-
trometer and the X-Y recorder. The potassium 39 mass peak may have de-
creased naturally between the time of the first slow scan mass spectrum
and the later fast scan mass spectrum.
TABLE VI
COMPARISON OF PORTIONS OFMAGNESIU'ri-ALLU'411M ALLOY
MASS SPECTRA TAKEN AT DIFFERENT SWEEP SPEEDS
Peak Height Peak Height
Mass Element (Fast Scan) (Slow Scan) Percentage
Number 5 sec/mass peak 10 see/mass peak Increase
48 M92 1.80 inches 2.00 inches 11.1
43 MgOH 1.20 1.40 16.7
AY,O
MgOH42 	 1.60	 1.85	 15.6
tMeasurement of Isotope Ratios
A mass spectrometer is a unique instrument in that it can measure
the isotopes of each basic element. This capability makes the mass spec-
trometer valuable in age determination analy$is. The accuracy with which
isotope ratios have been measured to date with the lunar larder instrument
is given in Table VII.
One of the largest sources of error in measuring isotope ratios is
the unsuspected presence of unknown interfering mass peaks. Such mass
peaks are kept to a minimum by measuring relatively pure Homogeneous
samples of the elements under investigation. This was not done in the
case of the isotopes listed in the table. Additional errors may be
caused by memory and background effects. When the isotopes are widely
separated in mass, the usual mass discrimination effects introduce er-
rors.
Beryllium Mass Peak Instability
A test was made on the low mass scale to determine the stability of
the beryllium 9 mass peak in a capper-beryllium alloy as a function of
time. The controls were first adjusted to optimize the mass 9 peak.
The center of the peak was then located and the accelerating voltage cor-
responding to the peak center was determined. The accelerating voltage
was kept at the determined value for a period of almost 700 seconds while
the electrometer output signal was recorded on the X-Y recorder. The tar-
get current was also monitored during this internal.
It was found that during a time internal of about 250 seconds, the
beryllium 9 mass peak amplitude decreased from a maximum value of 4 x 10-10
amperes to a minimum value of 1 x 10-10 amperes. After this initial be-
havior, the signal increased and began a slow irregular oscillation about
a value of 2 x 10' 10 amperes. The target current varied between 4 and 5
microamperes during the total test interval.; The gas pressure was con-
r
scant.
The copper-beryllium alloy wire used in this test was wound into
short horizontal segments and was backed up by an insulating sheet of
`
	
	
aluminum oxide. The variations in the signal. could have been caused by
any one of the following effects:
-;4	 (1) Charge-up of the backing aluminum oxide
(2) Charge deflec.ion of the primary beam.
(3) Charge deflection of the secondary beam.
{	 (4) Channeltron multiplier instability.
(5) Variations in the alloy composition or homogeneity.
6
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TABLE VII
i
MEASUREMENTS OF ISOTOPE RATIOS
i
Element Mass Measured
Accepted Error
Number Rvtio Ratio
Magnesium in a 24 77.4%Q 78.70% - 1.65%
Mg-A.	 alloy 25 11.9 10.13 +17.5
26 10.7 11.17 - 4.21
Silicon in a 321 9.8 91.2 92.21 - 1.09
stainless steel 29 5.7 4.70 +21.3
alloy 30 3.1 3.09 + 0.34
Chromium 	 a 321 52 93.1 95.11 - 2.11
stainless steel 50 6.9 4.89 +41.1
alloy
Copper in a Cu-Be 63 69.3 69.09 + 0.30
alloy 65 30.7 30.91 - 0.67
*The chromium 53 and 54 isotopes were omitto-J because of interference.
Evidence of Insulating Sample Charge-up and Filament Bias Tests
There were several indications that insulating samples were charging
up and varying in potential. The tests made with boron nitride yielded
many different mass spectra of the same sample. The ratios of various
mass peaks changed considerably from one mass spectrum to another even
though the electrode voltages remained unchanged.
Another manifestation of charge-up was shown by an aluminum oxide	 f
sample. The ratios of the isotopes of a silicon impurity in the sample
changed drastically from one sample to another, and neither set of
ratios was close to the accepted ratios.
Still another indication of charge-up of insulating samples was the
erratic and wide variation of the sample current. The sample current
could be changed with the use of the neutralization filament, but current
variations persisted.
x
The neutralization filament was tried out with all of the insulating
samples under a variety of conditions. The filament current, and thus
f	 the filament electron emission was varied over a wide range. The negative
i
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tfilament bias with respect to the sample holder potential was made as
large as 185 volts in an attempt to deliver electrons to the sample. in
no case was there any indication or evidence that the sample charge was
being neutralized.
TYPICAL MASS SPECTRA.
(See Figures 18 through 24)
The mass spectra presented in this sectzsn will provide concrete in-
formation concerning the current capability of the lunar lander mass spec-
trometer. Since the electrometer that was used to amplify the output of
the electron multipliers was a linear manually range switched unit, each
mass spectrum was taken with only a singlo decade range of mass peak amp-
litudes. Thus, many of the spectra have . at.urated current peaks that are
not measurable. Many mass spectra were taken at reduced electrometer
sensitivity t- record the amplitude of the largest mass peaks after the
smaller peaks had been recorded. in some cases, such as for the magnesium
aluminum alloy mass spectrum, the electrometer range was switched during
the scan. In this spectrum, mass peaks from sodium 23 through silicon
28 were taken with reduced electrometer sensitivity (10 -9 ampere scale)
while the 'higher mass peaks were taken with increased electrometer sen-
sitivity (10 -10 ampere scale). All of the atoms and molecules identified
on the spectra were singly charged.
All of the spectra shown were taken with a primary argon ion beam
of 6.0 keV energy. In each case, the equilibrium gas pressure in the
test chamber was about 2 x 10- 6 torr compared with a background pressure
of about 5 x 10- 7 torr with no argon gas flow. The Penning source volt-
age was about 750 volts and the discharge current was about 0.5 mA for
each mass spectrum. Target currents in each case were of the order of
5 pA. The magnetic electron multiplier used for the high mass scale
spectra was operated at -600 volts while the Channeltron multiplier
used for the low mass scale was operated at -2700 volts. The neutraliza-
tion filament was off when the metal samples were analyzed and was on for
the insulating samples.
DISCUSSION AND CONCLUSIONS
..
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Summary
A small, miniaturized, double focusing solids analysis mass spectrom
Ater was designed, constructed and tested. The solid sample being analyzed
was bombarded by a high energy primary beam of argon positive ions. The
primary beam was focused to irradiate the sample over a few square milli-
meters of area. Secondary ions created in the sample at and near the
surface were drawn off and formed into a-secondary ion beam. The
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Figure 21. Mass spectrum of pure beryllium on low
mass range.
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tsecondary ion beam was focused and positioned by a series of electrodes
to pass it through a narrow beam width forming entrance slit and a beam
angla limiting slit, The formed beam was then passed through a cylindri-
cal electric field (the electric condenser) that allowed only ions with
a relatively narrow rar►ge of energies to pass through a third slit, the
so-called energy slit. The formed and energy homogeneous secondary ion
beam was then passed through the magnetic field of the magnetic analyzer
soctor where momentum separation took place. Ions of different mass were
bent into circular trajectories having different radii. Two exit or de-
tector slits were used to define two separate trajectories through the
magnetic field. The high mass scale detector slit defined a trajectory
having a radius of about 5.5 inches while the low mass scale slit defined
a trajectory having a 2-inch radius. "High" mass ions in the range from
10 or 12 amu. to 100 amu could be collected simultaneously with "low" mass
ions in the range from I amu to 10 or 12 amu. Electron multipliers were
positioned just behind each of the two detector slits to amplify the
small ion currents. The magnetic sector and the high mass electron mul-
tiplier were placed on separate movable stages so that they could be ad-justed in position while under vacuum.
A vacuum test system was constructed which permitted the entire mass
spectrometer to be placed within a metal bell jar that could be pumped
down into the 10- 7 tort region. The mass spectrometer was mounted on a
circular base plate, which, in turn, was mounted within a standard feed -
through collar. The various ports of the collar were sealed with flanges
containing electrical feedthroughs that permitted various voltages from
the electrode voltage control unit and the many power supplies to be con-
nected to the appropriate electrodes of the mass spectrometer. Two of
the ports contained motion feedthroughs that permitted the magnet and
electron multiplier to be moved while the system was under vacuum and in
operation. Argoa gas for the primary beam was brought in through the
collar also. Three windows were provided in the metal bell jar. The
bell jar was pumped down through a 6-inch diameter gate valve and a liquid
nitrogen cold trap by a 6-inch mertury diffusion pump backed by a 15 CFM
mechanical pump.
Tests made with the lunar lander mass spectrometer revealed that it
operated approximately as planned with just a few exceptions. The reso-
lution of the instrument on the high mass "double focusing" scale was 76
based on separation at half peak height when 0.010 inch wide slits were
used throughout. Resolution of over 100 could be easily achieved with
narrower slits. The sensitivity of the instrument was such that 10 ppm
of s41con in 321 stainless steel could be detected. On the low mass
scale, the mass peaks of boron 10 and boron 11 were just resolved using
a 0.020 inch wide detector slit (the other slits being 0.010 inch wide).
The noise and background ion current level at the output of the high mass
scal	 amperes by careful- ,e electron multiplier was reduced to 1 x 10-13
shielding. Mass peaks having amplitudes of 10-7 and- 10 - 6 -amperes at the
electron multiplier output were generated, and so the instrument had the
capability of detecting a few ppm of certain elements such as aluminum
and magnesium.
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4The Penning source proved to be quite stable when operated at a low
discharge current of the order of 0.5 mA. Under this condition the source
efficiency was low and the sputtering rate correspn f iding to a sample cur-
rent of about 5 pA was also low. Although isotope ratios were found to
be close to their accepted values, mass discrimination due to the wide
range of the swept secondary acceleration voltage was evident. The
heavier masses associated with the lower accelerating voltages were re-
duced in amplitude. When operated with a pure time base sweep, the mass
scale was linear.
Problem Areas
The two major problems encountered with the Lunar lander mass spec-
trometer were the charge-up of insulating samples and the poor resolution
and sensitivity for low masses.
The charge-up of insulating samples occurred because the neutraliza-
tion filament was ineffective in getting electrons to the sample surface.
The ineffectiveness of the filament was due in part to its location at a
considerable distance from the sample but, more important, it was due to
the design of the sample holder. Electrons from the filament could easily
reach the outer edges of the sample holder, but evidently they did not
reach the central recessed portion of the holder where the sample was
located.
The poor resolution and sensitivity of the low mass scale was due
partly to the fact that this portion of the instrument was not designed
to be double focusing. However, the major source of the difficulty was
caused by the inhomogeneity of the magnet field through which the low
cuss ions passed on their way to the detector slit. In addition, the
Channeltron electron multiplier was so close to the sector magnet thatit was undoubtedly affected by the fringing magnetic field.
Other problems with the instrument were relatively minor ones. They
wo-.ld include such matters as the breakdown of the argon gas in the tube
leading to the Penning source, the low efficiency of the Penning source,
occasional voltage breakdowns in the electrode voltage control unit, and
some unexplained variations in mass peak amplitude with time.
Conclusions and Recommended Instrument Modifications
The lunar lander mass spectrometer was a workable, practical, light-
weight instrument that could analyze the various elements in a solid up
t	 through mass 100. Even with its low intensity primary ion beam of only
a few microamperes, the instrument had sufficient sensitivity to detect
trace quantities of the order of a few parts per million of certain
elements.
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The Penning source proved to be quite stable at low discharge cur-
rent levels, operating at 750 volts and 465 mA (0.375 watts). The ef-
ficiency of the source was less than 1 percent which implies that improve-
ment was possible.
The mass spectrometer, including the Penning source, was operated
for at least 200 hours during the testing period wi hout any ill effect
other than normal darkening of the sample holder, the focus 1 electrode
and the entrance slit where the ion beam impinged.
Although the mass spectrometer was designed to collect both "low
mass" and "high muss" ions simultaneously, each mats range was operated
separately during the test phase to avoid the regvirement for an addi-
tional electron multiplier power supply, elecLcometer and recorder.
The difficulties that were encountered with "charge-up" of insulating
samples was due entirely to the poor design of the neutralization filament
and sample holder geometry. The standard laboratory sputter source solids
analysis mass spectrometer has an effective neutralization filament, and
there is no reason why the same cannot be done for the lunar lander in-
strument.
Problems with the low mass scale
cleared up by either shimming the pre
the shape of the magnetic sector pole
axon multiplier is adversely affected
netic sector, it can be replaced with
plier.
of this mass spectrometer could be
sent magnetic sector or by changing
pieces. If the Channelt-ron elec-
by the fringing field of the mag-
a second magnetic electron multi-
Instrument memory is a problem with all solids analysis mass spec-
trometers Memory effects can be minimized by careful design of the
electrodes that are adjacent to the sample holder.
The method of introducing gas into the Penning source should be
changed to eliminate the plastic tubing used.. The use of glass or cera-
mic would provide a cleaner primary ion beam. At the same time that this
change is made, a_flow constriction should be installed'at the entrance
to the Penning source to reduce the possibility of gas breakdown in the
entrance itubing.
The electrode voltage control unit that provided the various opera-
ting voltages to the primary and secondary beam electrodes should be
modified to avoid the possibility of high voltage arcing and breakdown.	 z
Some of the insulators used in this unit were marginal.
Variations in mass peak-amplitude that were observed occasionally
should be investigated. It is suspected that charged insulating surfaces t
caused these variations. Quite often such insulating surfaces can be
easily shielded from the iop beams
78	 ;Y
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Finally, it should be recognized that the mass spectrometer that was
built was an "engineering model" designed for ease of experimentation and
testing. The original version of the instrument was completely unshielded,
for example, so that very large stray ion and electron currents completely
masked the mass peak signals. In a flight-designed instrument, such
shielding would be automatically incorporated in the packaging.
The present engineering model or breadboard lunar lander mass spec-
trometer has demonstrated the feasibility of building a small (approxi-
mately l cubic foot:), lightweight (approximately 30 to 40 pounds), low
power instrument that can operate over the desired mass range of 1 to 100
amu. This mass spectrometer can detect not only the more abundant con-
stituents in this range but also trace elements of a few parts per million.
The speed with which the mass scale can be scanned will depend primarily
on the electrometer or multichannel analyzer used to process the electron
multiplier outputs. The size of the primary beam spot at the sample is
of the order of a few square millimeters.
The useful lifetime of the instrument is unknown, but the breadboard
version has operated for over 200 hours and the lifetime of the Penning
source, one of the critical elements, is certainly much greater than this,
The reliability of such a mass spectrometer will depend on the mean time
to failure of the electronic components of the various control circuits
as well as the Penning source and filament lifetimes (for insulating
samples). Memory effects were present and were caused in part by long
periods of operation in testing a single sample. Under normal operational
conditions, t, short sampling time coupled with the low sputtering rate
would reduce these memory effects. The spectra of metal samples were
quite reprodt,.cible and there is every reason to believe that spectra of
insulating swuples will also be reproducible when the sample "charge-up"
problem ha,f, peen solved.
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